The solar constant and the solar spectrum measured from a research aircraft by Thekaekara, M. P.
mNASA
/.
O_
I
I-.-
Z
TECHNICA
,REPORT
L NASA TR R-351 T
-i
|
_|
i
CAS FI LE
COPY
_-_L-AR CONSTANT AND THE
_I_i_CTRUM MEASURED "
__;hew P. Thekaekara ....
S}ice Flight Cente/_
M-d.-- 20771 i
*_-'Greellbelt,
..__- .......
- 1
I --I :-- _ --." ._ --_!,_ SPACE ADMINISTRATION • WASHINGTON, D. C. • OCTOBER1970
., T
l
i
m
i
|
m
https://ntrs.nasa.gov/search.jsp?R=19700033322 2020-03-23T18:34:49+00:00Z
w_
z
Z-
z
772
• /
J
TECHNICAL REPORT STANDARD TITLE PAGE
1. Report No. 12. Government Accession No.
NASA TR R-351 J
4, Title and_
The Sohtr Constant and the Solar Spectrum
Measured From a Research Aircraft
3. Recipient's Catalog No,
October 1970
6. Performing Organization Code
7. Author(s) 8. Performing Organization Report No. !
Matthew P. Thekaekara G-991
9. Performing Organization Name and Ad,.4ress
Goddard Space Flight Center
Greenbelt, Maryland 20771
Sponsoring Agency Name and Address
Natimml Aeronautics and Space Acbninistration
Washington, D. C. 20546
10. Work Unit No,
124-09-27-01-51
11. Contract or Grant No.
13. Type of Report and Period Covered
Technical Report
i4. Spons ring Agency Code
1S. Supplementary Notes
16. Abstract
The solar constant and ._olar spectrum were measured from a research air-
craft flying at 38,000 feet, above the highly variable and absorbing constituents of
the atmosphere. A wide range of solar zenith angles was covered during six flights
for over 14 hours. Eleven instruments, five for total irradiance and six for
spectral irradiance, were employed. The instruments complemented each other in
the measuring techniques employed and wavelength range covered, and were cali-
brated and operated by different exlYerimenters. The combined results oE these ex-
periments are presented, and also a proposed standard for the solar constant and
zero air mass solar spectral irradiance. The solar constant is found to equal
135.3 mW cm -2 or 1.940 cal rain -t cm -2.
17. Key Words Suggested by Author
Solar constant
Solar spectral irradiance
Research aircraft solar measurements
21.
18. Distribution Statement
Unclassified-- Unlimited
No. of Pages
85
19. Security Classif. (of this report)
Unclassified 20. Security Classif. (of this page)Unclassified
22. Price
$3.00

THE RESEARCH TEAM: NASA 711 GALILEO EXPERIMENT, AUGUST 1967
Managemenl a_M Experimenlers Team
Goddard Space Flighl Center
Dwight C. Kennard, Jr., Head, Research and Technology Office, Test and Evaluation Division,
Project Manager.
Matthew P. Thekaekara, Principal Investigator--Perkin-Elmer, P-4 Interferometer, Data
Analysis.
Raymond Kruger, Head, Space Simulation Research Section, Project Coordinator, Acting
Project Manager at Ames Research Center--Cone Radiometer, Mounting Fixtures.
o
Charles H. Duncan, Head, Radiometry Section, Assistant Project Manager--Angstrgm 7635
Pyrheliometer, Thermophysics Branch Experiments.
John F. Rogers, Assistant Project Manager--P-4 and I-4 Interferometers, Flight Paths, Mount-
ing Fixtures.
Ralph Stair, Consultant--Filter Radiometer, Perkin-Elmer, Data Analysis.
o
James J. Webb--Electronic Scanning Spectrometer, Angstrom 7635 Pyrheliometer, Thermo-
physics Branch Experiments.
Roy McIntosh--Leiss Monochromator, Thermophysics Branch Experiments.
Patrick Ward--P-4 and I-4 Interferometers.
Antony J. Villasenor--Computer Programs for P-4 and I-4 Interferometers and Perkin-Elmer
Monochromator.
Robert J. Maichle--Electronics, Tape Recorder, Time Code Generator, Signal Calibration.
Arthur MeNutt--Angstr_m 6618, Hy-Cal and Eppley Normal Incidence Pyrheliometers.
Arthur R. Winker--Perkin-Elmer Monochromator, Thermodynamics Branch Experiments.
o
Thomas A. Riley--AngstrSm 6618, Hy-Cal, and Eppley Normal Incidence Pyrheliometers.
Daniei L. Lester--Filter Radiometer, Thermophysics Branch Mounting Fixtures.
Segun G. Park--Leiss Monochromator, Thermophysics Branch Mounting Fixtures.
iii
Cooperating Team (Cary 14 Monochromator)
Anws Research Center
John C. Arvesen
Roy N. Griffin
Bart T. Kinney
Airbor_e Sciences Office Personnel
Michael Bader, Chief, Airborne Sciences Office.
Robert M. Cameron, Test Coordinator.
Roy L. Adkins, Pilot.
Jack Kroupa, Navigator.
Glen Stinnet, Co-pilot.
Frank Brasmer, Senior Flight Engineer.
B. B. Gray, Flight Engineer.
Dave Shute, Sun Compass.
Milton Henderson, Sun Compass.
James Cox, Aircraft Maintenance.
7_
%
\
iv
CONTENTS
Abstract ........................................................ ii
The Research Team ................................................ 111
List of Illustrations ................................................ vii
PART I. THE AIRBORNE SOLAR IRRADIANCE OBSERVATORY, M. P. Thekaekara... 1
A. The Flying Observatory Project .............................. 1
B. The Aircraft and Experiments ............................... 4
C. Mounting and Fixture of the Instruments ........................ 9
D. Flight Altitude and Atmosphere Above the Aircraft ................. 11
E. Flight Paths and Air Mass ................................. 15
PART II. SOLAR TOTAL IRRADIANCE
A.
B.
C.
D.
EXPERIMENTS ...................... 21
The Cone Radiometer, R. KrT_ger and M. P. Thekaekara .............. 21
Hy-Cal Normal Incidence Pyrheliometer, A. McNutt and T. A. Riley ..... 28
AngstrSm Compensation Pyrheliometer 6618, A. McNMt mgl T. A. Riley... 30
AngstrSm Compensation Pyrheliometer 7635, C. H. l_owan mwl J. J. Webb.. 33
PART HI. SOLAR SPECTRAL IRRADIANCE EXPERIMENTS ...................
A. Perkin-Elmer Monochromator, M. P. Thekaekara, R. Stair
atgt A. R. Winker .......................................
34
PART IV.
34
B. Leiss Monochromator, R. Mclntosh arm S. Park ................... 43
C. Filter Radiometer, R. Stair, J. J. Webb and D. L. Lester ............. 48
D. Electronic Scanning Spectrometer, J. J. Webb .................... 50
E. P-4 Interferometer, P. Ward cmd M. P. Thekaekara ................ 53
F. I-4 Interferometer, J. F. Rogers and P. Ward .................... 60
CONCLUSION, M. P. Thekaekara ............................... 65
A. GSFC, NASA 711 Galileo Results ............................. 65
B. Blackbody Temperature of the Sun ............................ 69
C. Proposed Standards for Solar Constant and Solar Spectrum ........... 71
References ...................................................... 81
V
tI-
%
Figure
9
10
11
12
13
14
15
16
17
18
19
20
LIST OF ILLUSTRATIONS
NASA 711 Galileo, Convair 990A, the airborne laboratory in flight ........
Port side view of NASA 711, showing passenger windows changed to
observation ports .........................................
Floor plan of NASA 711 Galileo, showing location of solar irradiance
equipment and solar scanning instruments to port, electronic chassis and
tape recorders to starboard ..................................
Location of experiments on board NASA 711 .......................
View down the aisle towards the tail of the aircraft ..................
View up the aisle towards the nose of the aircraft ...................
Front section of the aircraft cabin, showing experimenters during in-flight
calibration of the equipment ..................................
Mid section of the aircraft cabin, showing experimenters during in-flight
calibration of the equipment ..................................
Spectral irradiance curves related to solar energy ..................
Flight paths of NASA 711 Galileo for solar irradiance experiments,
August 1967 .............................................
Navigator's chart, showing the flight path on August 10 ................
Variation of air mass with time for the flights of NASA 711 .............
Total-radiation detectors ....................................
Cross-sectional view of cone radiometer .........................
Electrical schematic diagram of cone radiometer ...................
Cone radiometer mounting ...................................
Data from the cone radiometer ................................
o
Mounting of the AngstrSm and Hy-Cal pyrheliometers .................
Data from the Hy-Cal pyrheliometer ............................
o
Data from the AngstrSm pyrheliometer 6618 .......................
Page
5
6
7
10
10
10
10
12
17
17
19
21
22
23
23
26
29
30
32
vii
Figure
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
4O
41
42
43
44
Page
c
Mounting of the filter radiometer and AngstrSm pyrheliomter 7635 .......... 33
o
Data from the AngstrSm pyrheliometer 7635 ......................... 33
Optical schematic of the Perkin-Elmer monochromator ................. 34
Block diagram of Perkin-Elmer data system ......................... 35
Mounting of the Perkin-Elmer monochromator ....................... 35
Perkin-Elmer strip chart in the photomultiplier range .................. 36
Loglo deflection of Perkin-Elmer monochromator vs. air mass ............ 39
Atmospheric transmittance vs. wavelength from Perkin-Elmer monochromator.. 40
Perkin-Elmer data in the wavelength range .3 to .42 _:_.................. 41
Perkin-Elmer data in the wavelength range .4 to .61 i ................... 42
Solar spectral irradiance in the infrared wavelength range 0.7 to 2.5 ,%
Perkin-Elmer and P-4 data .................................... 43
Mounting of the Leiss monochromator ............................. 44
Block diagram of the instrumental set-up of the Leiss monochromator ....... 45
Comparison of data from the Leiss monochromator, Perkin-Elmer and
filter radiometers .......................................... 47
Comparison of Leiss monochromator and Stair (Mauna Loa) data ........... 47
Comparison of Leiss monochromator and Johnson data .................. 47
Block diagram of the instrumental set-up of the filter radiometer ........... 49
Comparison of filter radiometer and Stair (Mauna Loa) data .............. 50
Block diagram of the instrumental set-up of the Electronic Scanning
Spectrometer (ESS) .......................................... 51
Mounting of the ESS ......................................... 51
Typical Langley plots from ESS data .............................. 52
ESS zero air mass solar curve .................................. 53
Comparison of experimental (ESS) and theoretical attenuation coefficients ..... 53
Optical schematic of the polarization interferometer ................... 54
VIII
=
Figure Page
45
46
47
48
49
50
51
52
53
54
55
56
57
58
59
6O
Mounting of the P-4 and I-4 interferometers .......................
Transmittance of the atmosphere at 38,000 feet for normally incident
solar rays, 0.7 to 2.0 _, based on P-4 data ........................
Transmittance of the atmosphere at ground level compared to that at 38,000
feet for normally incident solar rays, 0.7 to 2.0 _, based on P-4 data ......
Transmittance of 28 microns of precipitable water vapor based on laboratory
measurements with a Perkin-Elmer monochromator .................
55
57
58
59
Optical schematic of the Michaelson interferometer ..................
Data from the I-4 interferometer ..............................
60
62
Data from the I-4 interferometer, pointed away from the sun ............
Solar spectrum from the I-4 interferometer at air mass 1.13 ............
Solar spectrum for zero air mass from NASA 711 Galileo, 0.2-2.6 i_,
compared with F. S. Johnson curve .............................
Solar spectrum for zero air mass from NASA 711 Galileo, 2.5-14 _,
compared with F. S. Johnson curve .............................
Proposed standard curve of solar spectral irradiance for zero air mass--
revision of GSFC NASA 711 data using Eppley-JPL data
63
64
67
67
................ 74
Comparison of the proposed standard and the Johnson data. Curve shows
the ratio of normalized values of Johnson to the standard values .......... 76
Comparison of the proposed standard and the Nicolet data. Curve shows
the ratio of normalized values of Nicolet to the standard values .......... 77
Comparison of the proposed standard and the Labs and Neckel data. Curve
shows the ratio of normalized values of Labs and Neckel to standard values.. 78
Comparison of the proposed standard and the Stair and Ellis data. Curve
shows the ratio of normalized values of Stair and Ellis to standard values... 79
Comparison of the proposed standard and the GSFC NASA 711 data. Curve
shows the ratio of the GSFC NASA 711 data (unnormalized) to the standard
values ................................................ 81
ix
%ii
THE SOLARCONSTANTAND THE SOLARSPECTRUM
MEASUREDFROMA RESEARCHAIRCRAFT
edited by
Matthew P. Thekaekara
Goddard Space Flight Center
PART I
THE AIRBORNE SOLAR IRRADIANCE OBSERVATORY
M. P. Thekaekara
A. The Flying Observatory Project
Three groups of experimenters of the National Aeronautics and Space Administration under-
took, in August 1967, a combined project to measure the solar constant and solar spectral irra-
diance from a research airplane flying at 38,000 feet. Two of the groups were from Goddard Space
Flight Center, Greenbelt, Maryland, which initiated the project, and the third was from Ames Re-
search Center, Moffett Field, California, where the flights originated. The airplane was fitted out
as a high-altitude solar irradiance laboratory with 12 instruments--seven for spectral irradiance
and five for total irradiance measurements. The instruments represented a wide variety of meas-
uring techniques and incorporated some of the best available features in precision radiometry.
The solar constant is the amount of solar energy of all wavelengths received per unit time
per unit area exposed at right angles to the sun's rays at the average distance of the earth in the
absence of the earth's atmosphere. The solar spectral irradiance is the distribution of this en-
ergy in narrow spectral bands. Our present knowledge of these physical quantities is based mainly
on ground-based measurements. Most of the pioneering work was done by the Smithsonian Insti-
tution, Washington, D. C., which gathered extensive data over a period of 50 years up to 1955.
These quantities are of considerable significance in satellite technology. The surface degra-
dation due to near ultraviolet (UV) solar energy is an important parameter for the thermal balance
of spacecraft. The discrepancy of 40 percent 1 or more between different investigators about the
energy in this range is a serious drawback in studies of the degradation of satellite coatings. Solar
cells are the major source of power for scientific satellites; precise prediction of their perform-
ance requires knowledge of solar spectral irradiance in the near infra-red (IR) range. 2 A vast
amountof effort is nowbeingmadein NASAcentersandcontractinglaboratoriesto buildandoper
atesolar simulators. As efforts are madeto improvetheenergyoutputandspectralmatchingof
lampswhichsimulatethe sun,a parallel effort shouldbemadeto determinemoreaccuratelywha"_
to simulate. Theseare someof theconsiderationswhichmotivatedthetwogroupsat Goddard
SpaceFlight Center--theThermodynamicsBranch,TestandEvaluationDivision,andtheTherma
SystemsBranch,SpacecraftandTechnologyDivision,whichformeda joint teamto makethehigh
altitudemeasurements. __
Theimportanceof thesetwoquantitiesin differentphysicalsciencesis discussedat such -
lengthin standardtext books3that onlya brief mentionneedbemadehere. Theproductionof
solar energydependsonprocessesinsidethe sun. Energyreceivedat theearthyields informa-
tion abouttheseprocesses,andalsoabouttheabsorptionandre-radiation of energyin the inter- =
vening space, mainly in the sun's reversing layer. The variation of the solar energy and solar
spectrum with sunspot cycles, solar rotation, surface phenomena of the sun, etc., is important in
understanding the physics of the sun. Comparison of measurements taken at a very high altitude
with those made on the ground leads to better knowledge of the absorptive processes in the atmo
phere. Almost all major topics in geophysics and meteorology, many problems like heat balanc"
of the earth, physics of the upper atmosphere, fluctuations in the radiation belts, albedo of the
earth, weather forecasting, 4 etc., are closely related to the total amount and spectral distributi,.
of energy received from the sun.
Thus, the objective of the experiment is not only to meet the practical needs of those who maJ
and test satellites, but more importantly, to determine a reliable and accurate value of a funda-
mental physical quantity for the benefit of those who need it in many scientific fields, and to fill a
rather conspicuous gap in man's knowledge of the physical world.
The value of the solar constant most often quoted, at least in the United States, is 2.00 calories
per square centimeter per minute. This value was deduced by Francis S. Johnson 5 at the Naval
Research Laboratory, Washington, D. C. in 1954. It is interesting to note that the solar constant
has frequently been revised, and most revisions prior to 1956 have yielded a higher value than those
accepted previously. Some of the more significant revised values are given in Table 1 in units of .
calories cm- 2 min-_ and mW cm- 2. Some of the authors give the value in thermal units, others
in electrical units. Conversion from one system to the other is based on the assumption that the
mechanical equivalent of heat, J, is 4.1840 joules per calorie. The joule is the absolute joule and
the calorie is the thermochemical calorie; this conversion factor constitutes the definition of the
thermochemical calorie. 6
The value given by C. W. Allen 14 in his Symons Memorial Lecture of 1958 is based on one of
the more significant studies of all earlier ground based measurements. He gives a table of values
and a curve of the solar spectrum outside the earth's atmosphere, and determines the value of the
solar constant to be 1.978 cal cm -2 min -_. In this work he reconsidered his earlier data 10 with
the help of discussions by Deirmendjian and Sekera, 19 Johnson, Purcell, Tousey and Wilson, 20 and
Johnson.5 Some account was also taken of the measurements of the intensity at the center of the
solar disc in the continuum between Fraunhofer lines by Makarova, 21 Peyturaux 22 and Labs. 23
Table 1
Significant Revisions of the Solar Constant.
Author
P, Moon 7
L. B. Aldrich and G. C. Abbot 8
W. Schuepp 9
C. W. Allen 10
Lo B. Aldrich and W. tI. Hoover 11
F. S. Johnson5
C, S. Allen 12
R. Stair and R. G. Johnston 13
C. W. Allen 14
A. J. Drummond et alii 15
D. G. Murcray 16
D. Labs and H. Necke117
M. P. Thekaekara et alii 18
Year
1940
1948
1949
1950
1952
1954
1955
1956
Solar Constant
cal cm -2 min -I
1.896
1.90
1.96 to 2.03
1.97
1.934
2.00
1.97 =L.01
2.05
mW cm -2
132.2
132.5
136.7 to 141.6
137.4
134.9
139.5
137.4 ± 0.7
143.0
1958
1968
1969
1968
1968
1.978
1.950
1.919
1.957
1.937
137.9
136.0
133.8
136.5
135.1
The four last entries in Table 1 are relatively recent. The value of Labs and Neckel is based
on measurements from Jungfraujoch in the range 0.33 to 1.25 ,, and revisions of earlier data.
These measurements were of the continuum radiance of the center of the solar disc, with correc-
tions for limb darkening and Fraunhofer absorption. The other three entries are based on meas-
urements made at high altitude.
Table 1 shows that the values of the solar constant given in literature vary from 1.90 to 2.05
cal cm-2 min-l. The disagreement between authors is due largely to the difficulties of making
measurements through the highly variable smoke, dust, haze and cloud cover of the earth's
atmosphere.
The discrepancies between different investigators are even greater in the case of solar spec-
tral irradiance measurements. Tables of solar spectral data have been published by Moon, 7
Johnson, 5 Stair and Johnston, 13 Allen, 14 Labs and Necke117 and others. Some of the more signifi-
cant data have been collated and published by Gast 24 in the "Handbook of Geophysics," where he
makes the following observation: "As an example of a more important uncertainty, in the ultra-
violet region (300 to 359 m/_), the discrepancy between various observations is about 10 percent,
and there have been reported variant observations as large as 40 percent which can be neither
ignored nor explained." Dunkelman and Scolnik 25 have published charts which show these differ-
ences in a striking manner. It is seen that at 3400A Petit's value is about 4 times that of Gotz and
Schonman, and at 6000A the Smithsonian value is 40 percent higher than that of Reiner. Even more
discouraging is the difference between relatively recent measurements, as for example, between
Stair and Johnston, and Dunkelman and Scolnik. A detailed report on the state of our knowledge of
the solar constant and solar spectral irradiance has been published by M. P. Thekaekara. 26
The uncertainties in our presently accepted values of spectral irradiance are considerably =
greater than for the total irradiance. In the wavelength range beyond 0.7 p where the atmospheric
water vapor bands are many and strong, most authors, following P. Moon, have assumed the solar
spectrum to be that of a 6000_K blackbody. The wide differences between authors in the shorter .-
wavelength range, and the relative lack of experimental data in the longer wavelength range, strongly
indicated the need of a new method which is free of many of the uncertainties of ground based meas-
urements. Hence it was that the NASA 711 project was undertaken.
At the flight altitude of 38,000 feet the observers were above nearly 80 percent of the perma-
nent gases of the atmosphere, and more importantly, above nearly 99.9 percent of the water vapor
and all of the dust and smoke which form the highly variable and absorbent constituent of the at-
mosphere. The combination of 12 different instruments, complimenting each other in wavelength
range, spectral resolution and measuring techniques, calibrated and operated by different experi-
menters, and carried in an airborne laboratory at 38,000 feet, practically free of atmospheric
absorption, is considered a valuable feature in enhancing the level of confidence in the final result.
This report gives the results from the 11 instruments operated by the two Goddard Space
Flight Center (GSFC) groups. The Cary 14 monochromator operated by the Ames group was also
used during several later flights of the aircraft, and its results are reported in a separate publi-
cation. 27 This report consists of four parts. The first part describes the project as a whole, the
airborne solar irradiance laboratory, general features of the instrumentation, the flight paths, at-
mospheric correction techniques and associated problems common to all the flight experiments.
The second and third parts discuss the measurements of total and spectral irradiance respectively.
These instruments were operated by the Thermodynamics Branch, Test and Evaluation Division
and the Thermophysics Branch, Spacecraft Technology Division, GSFC. The experimental pro-
cedure, data analysis and results of each instrument will be discussed by the persons who operated
them. The fourth part combines the results of the eleven instruments to present a new value
of the solar constant and a new solar spectral irradiance curve for zero air mass.
Iv
r
B. The Aircraft and Experiments
The aircraft was a NASA-owned, modified Convair 990, four-engine jet, called the NASA 711
Galileo. The team for solar irradiance measurements consisted of 18 experimenters, scientists
and technicians to operate the instruments, and nine aircraft personnel. An inflight view of the
aircraft is shown in Figure 1. Prominent among the special features making it an airborne science
laboratory are the large extra windows on the roof of the plane and the replacement of some of the
passenger windows by optical quality material. Other special features are electrical power
outlets at each experimenter's station, defrosters for observation windows, time code gen-
erator, and precise navigational equipment for the determination of latitude, longitude and
solar zenith angle.
dFigure 2, giving a view of the front section, port side of the plane, was taken while the plane
was in the hangar. The figure clearly shows where the double plexiglass cover of four passenger
windows has been replaced by aluminum plates with small apertures. These apertures are covered
by optical material suited to the instrument behind each window.
Figure 1--NASA 711 Galileo, Convair 990A,
the airborne laboratory in fllght.
Figure 2--Port s_de vlew of NASA 711, showing
passenger wlndows changed to observation ports.
The location of the experiments is shown in Figures 3 and 4. Figure 3 gives the floor plan of
the aircraft. Passenger seats which are used during takeoff, outward flight, and landing are in the
tail. Figure 4 shows photographs of each of the instruments as mounted in the aircraft. The in-
struments used for observing the sun are on the port side of the aircraft, as are some of the
electronic chassis and chart recorders. On the starboard side of the aircraft are located the tape
recorders and the larger items of electronic equipment, namely those for the three monochroma-
tors. A listing of the instruments in the order in which they were located, starting from the nose
of the airplane, is given in Table 2, and also some basic data on each. These instruments were
selected partly because they had all been tested and were believed to be sufficiently reliable at
levels of solar irradiance, and partly because they could be readily mounted and operated almost
as well on an airplane as in the laboratory. A general description of the instruments is attempted
here, to bring out the specific function and distinguishing characteristics of each, and also to show
how, based on different techniques, they complement each other.
o
Five of the instruments--Hy-Cal and two AngstrSm pyrheliometers, and the Eppley and Cone
radiometers-measure the total irradiance; the others measure spectral irradiance. The Hy-Cal
pyrheliometer and Eppley radiometer measure the radiation in terms of the thermo-electric e.m.f.
generated by them; conversion to units of irradiance is by means of the calibration supplied with
the instruments. The calibration is with reference to standards maintained by the respective manu-
facturers: the Hy-Cal Engineering Company, Santa Fe Springs, California and the Eppley Labora-
tories, Newport, Rhode Island. The primary standard for the Hy-Cal pyrheliometer is a blackbody,
and for the Eppley radiometer the international pyrheliometric scale. The two AngstrSm radiometers,
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Figure 3--Floor plan oF NASA 711 "Galileo", showing solar _rradiance equipment and solar scanning
instruments to port, electronic chassis and tape recorders to starboard.
distinguished by their serial numbers, were also obtained from the Eppley Laboratory. The prin- -
ciple of measurement is that of balancing the temperature of two metal strips--one of which is ex-
posed to radiation, and the other is heated by an electric current. The calibration is with reference
to the international pyrheliometric scale. The Cone radiometer is an absolute instrument which
was designed and developed in the Thermodynamics Branch, GSFC. The irradiance is determined
from the difference in electrical heating power supplied to the wire-wound cone with and without
the external radiation. The angular aperture of these instruments is limited by the diaphragm :
mounted in front of each at some distance from the sensitive surface, so that the incident energy
is due only to the sun and a known small fraction of the circumsolar sky. The irradiance of the
circumsolar sky at 38,000 feet was computed, from data published in literature, 28 to be about
5 × 10 -4 (1/20 percent) of that of the sun. In Table 2 the wavelength range of these instruments is
given as .3 to 4 _, the lower limit being due to atmospheric ozone and the upper limit to the quartz
window of the aircraft.
Seven instruments were used for measuring the spectral distribution of solar irradiance. They
represent a wide variety of size, design, construction, measuring process, data analysis, wave-
length range and resolution. There are three monochromators--Perkin-Elmer (Perkin-Elmer
Corporation, Norwalk, Connecticut), Leiss (Letss Instrument Co., West Germany), and Cary 14
(Cary Instruments, Monrovia, California); two interferometric spectrometers (Block Engineering,
Inc., Cambridge, Massachusetts), the P-4 for the range up to 2.5 ,,: and the I-4 for the IR range up
CON/////#990ASOL4R:O#,f:A//:-SO///RSt:C:#://///:#':/e/////£#:
GSFC322 GSFC322 GSF¢713 GSFC713 GSFC713
BLOCK PERKIN-ELME_ FILTER WHEEL ELECTRONIC SCANNiNO LEISS
iNfERFEROMEI'ER$ SPECT'ROP_OTOME TER SPEGTROME[ER SPECTROMETER SPECTROPHOTOMETER
-7
/
/ :
:NASA/
-- GSFC322 GSFC322 .AMESRE$CNTR
ANG,STROM& HY-CAL (_ONE CARYi4
RADIOMETERS RADIOMETER ,SPECTROPHOTOMEIER
6 FLIGHTSMADEIN AUG.1967
FROMMOFFETTFIELDCALtE
TOTALOF13HRS.OBSERVATIONTIME
FLIGHTALTITUI)E-38,000FT.
ABOVE:-99.97,OFWATERVAPOR
79Z OFAIR
Figure 4--Locatlon of experiments on board NASA 711.
to 15 :;; one electronic scanning spectrometer (International Telephone and Telegraph Industrial
Laboratories, Fort Wayne, Indiana); and a filter radiometer designed and constructed by the Ther-
mophysics Branch, GSFC. The wavelength range covered by the instruments was determined by
the material of the dispersive element and by the detector. The visible range, .3 to .65 ,,1, was
scanned by all instruments except the I-4 interferometer. Photomultipliers are highly sensitive
in this range. The near infra-red, .7 to 2.5 _, was covered by the Leiss and Cary 14 monochroma-
tors, P-4 interferometer, and partly also by the filter radiometer. The detectors were a phototube
in the case of the GSFC filter radiometer and PbS cells in the other three. The Perkin-Elmer mono-
chromator, having an LiF prism and thermocouple detector, covered the range up to 4 _:,. The I-4
interferometer spanned the range 2.6 to 15 :_. The material for the aircraft window was selected
according to the range covered by the respective instrument: Irtran 4 for the I-4 interferometer,
sapphire for the Perkin-Elmer monochromator, and fused quartz for the others. For the five in-
struments at the tail of the aircraft the entire window was covered by a quartz plate, grade Dynasil
4000 or Corning 7940, size 12" × 14", thickness 1"; these windows were available from earlier solar
eclipse expeditions of NASA 711. The observation windows in the nose were covered by aluminum
blanks with 4"-diameter holes containing infrasil quartz or sapphire, and 2"-diameter holes con-
taining Irtran-4. These windows were made specifically for these solar irradiance flights. The
infrasil ensured better transmittance in the H20 bands and the small apertures lessened the
Table 2
Data on instruments Used for Solar Irradiance Measurements
On Board NASA 711 Galileo, August ]967.
Instrument
1 Hy-Cal Pyrheliometer
o
2 AngstrSm
Pyrheliometer 6618
3 Eppley Normal
Energy Detector
Thermo-electric emf
Resistance Strip
Thermo-electric emf
Type of
Instrument
Total
Total
Total
Aircraft
Window
Material
Infrasil
Infrasil
Infrasil
Incidence Radiometer
4 Block P-4 Interferometer
5 Block I-4 Interferometer
6 Perkin-Elmer
Monochromator
7 GSFC Conc Radiometer
8 GSFC Filter Radiometer
9 Angstrgm
PyrheIiometer 7635
10 Electronic Scanning
Spectrometer
11 Leiss
Monoehromator
12 Cary 14
Monoehromator
lP28 or R136
PbS Tube
Thermistor
Bolometer
1P28 Tube
Thermoeouple
I
Resistance Wire
Phototube
Resistance Strip
Image Dissector
Tube
E.M.I. 9558 Q.A.
PbS Tube
1P28 Tube
PbS Tube
Soleil Prism
Soleil Prism
Miehelson' s
Bi-mirror
LiF Prism
LiF Prism
Total
Dielectric Thin
Film Filters
Total
Grating
Quartz Double
Prism
Grating and
Prism
Infrasil
Infrasil
Irtran 4
Sapphire
Sapphire
Infrasil
Dynasil
Wavelength
Range
0.3 to 4
0.3 to4}z
0.3 to 4 _
2.6 to 15 jz
0.3 to 4 ,,,
0.3 to 1.2 ,L
Dynasil 0.3 to 4 _
Dynasil 0.3 to 0.48;_
Dynasil 0.3 to 0.7 ,_
0.7 to 1.6 j,
Corning
7940
Experimenters
McNutt, Riley
McNutt, Riley
Me Nutt, Riley
Rogers, Ward
Ward, Rogers
Thekaekara,
Winker, Stair
Kruger, Winker,
Ward
Stair, Lester
Duncan
Webb
McIntosh, Park,
Stair
Arveson, Griffin,
Kinney
%
scattered light within the aircraft. The pointing accuracy of the instruments towards the sun was
ensured in azimuth by the aircraft itself which maintained a flight path constantly at right angles
to the sun. Accuracy in elevation was ensured for the Perkin-Elmer and Cary 14 monochromators
by external reflecting optics which tracked the changing elevation of the sun, and for the other
10 instruments by the instrument itself rotating about a horizontal axis parallel to the length of the
aircraft. For instruments 8 through ll on Table 2, the fixture design permitted observation through
the upper windows only. The other instruments could be shifted to the lower windows for low solar
elevation. The normal to the upper windows was at 65 ° to the horizontal; the normal to the
lower windows was at 14 _ to the horizontal.
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II
Ii1 iI_
The spectral irradiance instruments display a wide diversity in their principles of operation,
and in their data acquisition and analysis. The three monochromators, though greatly different in
external and internal optics, have in common a dispersing element. In the filter radiometer, 30
narrow-band filters are interposed in succession between the incoming light and the detector. The
electronic scanning spectrometer operates on a principle similar to the Vidicon camera; the spec-
trum is displayed on an X-Y plotter. The P-4 and I-4 interferometers record an interferogram
_on a magnetic tape from which a spectrum is later obtained by computerized Fourier analysis.
All spectral irradiance measurements are on a relative scale, since the output at any given
wavelength depends not only on the incoming light but also on the transfer function of the instru-
ment, which is dependent on the wavelength. This function is determined by measuring a standard
of known spectral irradiance. The most reliable standards now available in the .25 to 2.5 ,, range
are the 1000 w quartz iodine lamps, formerly issued by the National Bureau of Standards and now
issued by the Eppley Laboratory. Two blackbody sources were used to extend the wavelength
range beyond 2.5 ,_. One source, operating in the temperature range 80ff to 140ffK, was manu-
:_ctured by Infrared Industries, Santa Barbara, California, and the other source, operating in the
emperature range 1700 ° to 3000°K, was manufactured by Astro-Industries, Santa Barbara_
alifornia.
2
C. Mounting and Fixture of the Instruments
All the instruments for measuring total and spectral irradiance are standard items of a radio-
metric laboratory. All of them, except the I-4 Michelson-type interferometer which required a
special shockproof mounting, are also relatively insensitive to the levels of shock and vibration
encountered on an aircraft. Only minor modifications were needed in the instruments themselves
to change them from measurement of laboratory sources to measurement of the sun. However, for
several months prior to the flight, a major effort in design and construction was needed to provide
for each instrument and item of equipment a mount which would meet the specifications of the air-
craft for loading and safety. Loads are borne by the two pairs of rails on either side which serve
as the seat tracks in passenger planes. All mounting frames and instruments were attached to
these rails either directly or with a one-inch plywood pallet. For the instruments operated by the
Thermodynamics Branch, Numbers 1 to 7 in Table 2, the design of the mounts and racks and a de-
tailed stress analysis were undertaken by Fairchild-Hiller, Germantown, Maryland. 29 Fairchild-
Hiller Corporation built the instrument mounts; the GSFC Fabrication Division built the electronics
racks. The design and fabrication of the mounts for instruments operated by the Thermophysics
Branch (Numbers 8 to ii) was done jointly by Metcraft, Inc., Baltimore, Maryland, and the GSFC
Fabrication Division. The construction of the Cary 14 mounts, and the final modifications re-
quired for all the other mounts and racks during the two weeks before the flight, were undertaken
by the workshops attached to the Airborne Sciences Office at Ames Research Center.
The design and fixture of the mounts, and their arrangement in NASA 711 Galileo, can best be
shown with the aid of Figures 5 to S which are reproductions of photographs taken on board the
aircraft. These were taken while the plane was on the ground, or in flight to the location.
FTgure S--View down the a_sle towards
the tall of the alrcraFt.
F_gure 7--Front section of the aircratt cabin, showing ex-
perimenters dur[ng |n-flight callbrafion of the equ|pment.
F_gure 6--V_ew up the a_sle towards
the nose oF the aTrcraft.
FTgure 8--M|d secHon oF the aTrcraft cabin, showlng ex-
perimenters dur|ng |n-fl _ght cal_brat|on oF the equ|pment.
+
L
Figure 5 gives a view from the nose of the plane, looking down the aisle. Most of the instru-
ment mounts, and the racks for the power supply and the electronics, can be identified in this pic-
ture. On the port side of the plane in front are seen the black-painted slant rails of the
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Perkin-Elmer monochromator. Behind it are the upper and lower mounts for the cone radiometer,
the mounts for the filter radiometer, the electronic scanning spectrometer (E.S.S.), and the Leiss
monochromator. On the starboard side are the control console for the Perkin-Elmer mono-
:chromator, the tape recorder, the control console for the Hy-Cal pyrheliometer and the cone ra-
diometer. The experimenters are, front to rear, McNutt, Lester and Park.
Figure 6 which gives a view up the aisle from the rear of the aircraft serves as a complement
to Figure 5. The instruments seen on the port side are, front to rear, the Leiss monochromator,
E.S.S., filter radiometer, cone radiometer, and Perkin-Elmer monochromator. The experimenters
are Park and Lester. The pseudo-polar axis mounts of the first three instruments, the handles
used for tracking the sun, and the standard lamp holders can be clearly distinguished.
Some of the instruments and the experimenters at their respective stations are seen in Fig-
ures 7 and 8. Figure 7 shows some of the instruments of the Thermodynamics Branch; the ex-
oerimenters are, left to right--Thekaekara, back to camera, Maichle, Kruger, Ward and Winker.
'igure 8 shows the instruments operated by the Thermophysics Branch; the experimenters are,
}ft to right--Webb, Lester and Duncan, standing. These pictures were taken during flight while
aking calibrations with standard lamps, prior to the solar measurements.
J. Flight Altitude and Atmosphere Above the Aircraft
The flights of NASA 711 for the solar irradiance measurements were made at an altitude ofJ
38,000 ft, except for the first flight of August 3 which was at 38,300 ft. This altitude was chosen
as a compromise between the minimum amount of atmospheric air above the aircraft, and maxi-
mum length of observing time. An altitude of 40,000 ft, which had been maintained in the eclipse
flights of NASA 711, had first been projected for the solar irradiance flights, but that would have
entailed a sacrifice of about 40 minutes of observing time per flight. The weight of the plane with-
out any load is 118,000 lbs., and that of fuel for 7 flying hours is 85,000 lbs. Compared to these
the weight of less than 7000 lbs. for men and equipment is relatively small. The total weight is
the major factor determining the ceiling of the flight; thus at 195,000 lbs. weight the aircraft can
reach 37,000 ft, and at 170,000 Ibs. the ceiling is 39,000 ft. It was decided early in the planning
stage that the aircraft would depart Moffett Field with a full load of fuel, fly out to a distant point,
thereby expending fuel and bringing the total weight down, make a U-turn and then start the data-
taking portion of the flight. During this portion, the bearing of the aircraft would be normal to the
incoming solar rays. The observations would stop at about 15 minutes flying time from Moffett
Field. The higher the altitude chosen for the observation, the less fuel would be available, and
hence the shorter would be the duration of the data-taking portion of the flight. The altitude of
38,000 ft proved to be a satisfactory compromise. Altitude is determined from the pressure out-
side the aircraft as indicated by an aneroid barometer. The conversion from pressure to altitude
is made on the assumption of the U.S. standard atmosphere for pressure-altitude variation. Thus,
the reading of the aircraft's altimeter represents not so much the exact value of the height above
sea level as the weight per unit area of the atmosphere vertically above the aircraft. Since this
intervening atmosphere causes attenuation of the solar energy, maintaining a constant altimeter
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readingensuredthe constancyof animportantparameterin the solar measurements--theair mast
abovetheaircraft.
f-
The atmospheric pressure at 38,000 ft is 208 millibars, which is 20.5 percent of the pressure p-
at sea level. At 40,000 ft the pressure is 18.6 percent. The difference, though not negligible, was
considered a small enough tradeoff for the extra observation time which would be available for
each flight at the lower altitude. A major consideration is that at these high altitudes the atmos-
phere consists ahnost entirely of the permanent gases, and the relative composition and hence als
the attenuation due to Rayleigh and aerosol scattering is independent of geographical location. Thi
factors which contribute most to the uncertainties in ground-based measurements, namely, dust,
smoke and water vapor, become vanishingly small at the high altitudes. Tables of typical moisture_
content at different altitudes are available in literature; 30 from these data it is seen that the annua?
average of precipitabIe water vapor above 38,000 ft is about 30 microns. This is less than 0.2 per
cent of the total annual average of precipitable water, 17.9 mm, in the atmosphere above sea level
for mean latitudes. An independent measurement was made in September, 1967 by the Environ- :
mental Sciences Service Administration (ESSA) in the vicinity of Moffett Field from an aircraft a
38,000 ft. From the depth of the main H20 absorption band at 6 #, the amount of precipitable wa
vapor above the aircraft was calculated and found to vary between 12 and 18 _. Our own finding_
(discussed later) show that the H20 content, though varying with date and location of flight, was o
the same order of magnitude. This is of great significance for measurements of solar spectral
irradiance in the wavelength range longer than 7000 A which contains about half the solar energy.
The strong predominance of H 20 absorption bands in this range is illustrated in Figure 9, which
shows four curves related to solar spectral irradiance. It is reproduced from "Solar Radiation"
by Gast24 in the Ha_z(tbook of Geophysics. The lowest of the four curves, with a large number of
absorption bands, is the solar spectral irradiance as seen from sea level for air mass one, that
is, for rays entering the atmosphere normally to the earth's surface. The so-called atmospheric
windows are few and narrow, and even in these windows the assumption that the energy is trans-
mitted without any water vapor absorption is open to doubt. For measurements at ground level,
2,5
2.0
_t
1.5
1.{)
E
0.5
{)
I I I / \ I I I I f I I 1 I f I I I I I f I t I I I I I I I
.ENERGY CURVE FOR BLACK BODY AT 6000°K
//SOLAR IRRADIANCE CURVE OUTSIDE ATMOSPHERE (O : m = O
- _,SOLAR IRRADIANCE CURVE AT SEA' LEVEL (Q(m=l))
- H2 0
- l II_k'X\7H,o
uvl
°'d _, : , o2
:_" _h VISIBLE IN
111,/./ _, 1 1 1 _.1 I I I I I 'I_ I I I [_.//
0.2 0.4 {).6 0.8 |.0 |.2 1.4 1.6 1.8 2.0 2.2 2.4 2.6 2.8 3.0 3.: )
WAVELENGTH (#)
Figure 9--Spectral irradiance curves related to solar energy.
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water is not only a strong absorber but also a highly inconstant absorber. Hence the measure-
ments from a high-altitude aircraft can yield a degree of accuracy which is impossible at ground
level.
The amount of water vapor within the aircraft is also a factor to be considered. Two inde-
pendent methods were used to determine this. Readings of the wet and dry bulbs of a psychrometer
were taken at different locations within the aircraft and on different days. An alternate method
was to fill three previously evacuated cans with samples of cabin air, and analyze these with a
C.E.C. 613 mass spectrometer. Values of relative humidity were between 5 and 10 percent, which
correspond to between .7 and 1.4 i_ of precipitable water vapor per meter of path length. Residual
gas analysis of cabin air confirmed this result; the values were .99 _, .98 t_ and 1.04 :, respectively
for the samples collected during the last three flights. The relative percentages of the permanent
gases O2, N2, and A were shown by the residual gas analysis to be the same as in normal atmos-
pheric air. CO2, which is only .0314% in normal air, was found to be several times higher than
expected, namely 16.9, 11.1 and 7.3 times the normal mixing ratio, on the three days. In an at-
tempt to check this anomaly, three other samples of cabin air were taken during later flights of
NASA 711 in February 1968. Again the agreement between psychrometric and RGA data was con-
firmed for water vapor, and CO 2 was found to be 3 to 7 times higher than the normal mixing ratio.
It should be noted that this type of residual gas analyzer does not distinguish between CO 2 and N 2O,
_- which in normal air is 1/6 percent of CO 2.
The effect of the permanent gases in the atmosphere above the aircraft, though small com-
pared to that at ground level, is not negligible, and requires a closer study. Data, based on
Elterman's computations, are available in literature (Reference 28, pp 7-3 to 7-36) for the ex-
tinction optical thickness from height h to _ for altitudes at intervals of 1 km for different wave-
lengths. The transmittance of the atmosphere for any given wavelength is related to the extinction
optical thickness by the equation
Th_ cxp (-_t' sot z), (1)
where z is the zenith angle of the sun, _t' is the extinction optical thickness, and Th_ is the ratio
of energy transmitted to altitude h to that incident above the atmosphere. T t' is the combined ef-
fect of Rayleigh scattering, aerosol scattering and ozone absorption. The parameters given by
Elterman were computed for U.S. standard atmosphere under certain simplifying assumptions.
Table 3 gives the values of 7( and Th_ for sea level and for the altitudes of NASA 711 flights. The
values of wavelength are those given by Elterman. Beyond .90 _ the six values given are for the
optical windows of the atmosphere. The extinction optical coefficients for 38,000 ft and 38,300 ft
were computed by interpolation from Elterman's values for 11 km (36,090 ft) and 12 km (39,370
ft). An important feature revealed by the table of values of transmittance is that at all wavelengths,
even in the infrared, there is a considerable difference between the values at sea level and at the
altitude of the aircraft. The difference in transmittance for 38,000 ft and 38,300 ft is negligible ex-
cept at .3 u. For wavelengths less than .3 z the ozone absorption is so strong that practically no
energy reaches the aircraft. The transmittance, which is only 4.5 percent at .3 _, increases rapidly
13
Table 3
Extinction Optical Thickness and Attenuation Due to the Atmosphere
at Sea Level and at the Altitude of NASA 711 Galileo.
Wavelength
(,:0
.28
.30
.32
.34
.36
.38
.40
.45
.50
.55
.60
.65
.70
.80
.90
1.06
1.26
1.67
2.17
3.5
4.0
m
Extinction optical thickness
from _ to h J38,000 ft 38,300 ftSea Level
37.806
4.968
32.618
3.110
32.560
3.100
1.551
1.046
.872
.744
.619
.455
.370
.331
.305
.252
.217
.187
.166
.151
.141
.126
.109
.089
.080
.4656 .4624
.1690 .1668
.1179 .1162
.0943 .0929
.0743 .0736
.O479 .O473
.0411 .0406
.0487 .0483
.0553 .0550
.0298 .0297
.0154 .0153
.0084 .0083
.0034 .0034
.002 .002
.001 .001
.001 .001
0 0
0 0
0 0
Attenuation from _ to h
for normal incidence
Sea Level
3.801x 10 -17
6.96 x 10 -3
.212
.212
.351
.476
.539
.635
.691
.718
.737
.777
.805
.829
.847
.860
.869
.882
.897
.915
.923
38,000 ft
6.83 x 10-Is
.0446
.628
.845
.889
.910
.928
.953
.960
.952
.946
.972
.985
.992
,997
.998
.999
,999
1.0
1.0
1.0
38,300 ft
7.24 x 10 -is
.0451
.630
.847
.890
.911
.929
.954
.960
.953
.946
.972
.985
.992
.997
.998
.999
.999
1.0
1.0
1.0
=
to 63 percent at .32 f_ and 95 percent at .45 _. The absorbance of the permanent gases becomes
negligible only for wavelengths greater than 2,_.
Thus, practically over the whole wavelength range of solar spectral irradiance there is a non-
negligible absorption effect due to the atmosphere. The parameters on which these computations
are based are not sufficiently accurate, and the U. S. standard atmosphere is not exactly valid for
the locations of the flights_ so that it is necessary to make observations for different zenith angles
and to extrapolate to zero air mass using the conventional method of plotting logarithm of the sig-
nal versus air mass.
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E. Flight Paths and Air Mass
NASA 711 made six flights between August 3 and August 19, 1967. Summary data on the start-
ing and finishing points of the measurement portion of the flights are given in Table 4. The flight
of August 3 was originally intended for checking out the performance of the instruments. All in-
struments were found to function properly from the very beginning and hence usable data were ob-
tained all through the 2 hotirs and 10 minutes during which the flight path was normal to the sun's
rays. The measurements started at a point which was 1227 miles from Ames Research Center in
:a direction 14.5 _ west of south. These values of distance and direction are approximate. The
latitude and longitude given in Table 3 were known quite precisely from measurements made on
board the aircraft by the navigator. The measurements started at 4:40 p. m. Pacific Daylight
Saving Time. The zenith angle of the sun and the air mass given in Table 4 were computed from
the known parameters of latitude, longitude, time and date as will be discussed later. The meas-
urements ended at a point 135 miles from Ames in a direction 17.6 ° south of west and at time 6:50
p.m. Similar data for the flights of the other five days are also given in the table.
The second flight started later in the afternoon and observations were continued until the sun
_¢as 6.86 ° above the horizon. The third was an early morning flight for which the experimenters
_nd crew were in the airplane at 3:30 a.m. As the sun began to rise over the mountains of Canada,
Z
Table 4
Summary Data on Starting Point and Finishing Point of Measurements on Board NASA 911 Galileo.
Flight Date
(period of day) (1967)
1. Sunset Aug 3
2. Sunset Aug 8
3. Sunrise Aug 10
4. Afternoon Aug 14
5. Mid-day Aug 16
6. Afternoon Aug 19
1. Sunset Aug 3
2. Sunset Aug 8
3. Sunrise Aug 10
4. Afternoon Aug 14
5. Mid--day Aug 16
6. Afternoon Aug 19
STARTING POINT
Distance Direction with
to Ames I Reference to
Ames
(miles) I
I
1277 [
1449
1262
1403
1297
1413
(degrees)
14.5°W of S
20.7°W of S
lI:3°W of N
1.3°W of S
20.6°N of E
4.0°W of S
Time
Pacific Daylight
Saving Time)
4:40 p. m.
5:16 p.m.
7:10 a.m.
2.32 p. m.
11:06 a.m.
2:31 p.m.
Latitude
(degrees N)
19.533"
17.833 °
55.333 °
17.133 °
44.0000
17.000"
Longitude
(degrees W)
127.167 °
130.000 °
128.500 °
122.750 °
98.583 °
123.667 °
Zenith
Angle
(degrees)
43.83 °
50.14"
81.26 °
18.53 °
31.01 °
18.01 °
FhNISHING POINT
135
183
250
176
333
294
17.6°S of W
19.8°S of W
6.4°S of W
13.50S of W
20.8°E of N
34.3°S of W
6:50 p.m.
7:40 p.m.
9:43 a.m.
5:02 p. m.
1:30 p.m.
5:00 p.m.
36.750 °
36.333 °
37.000"
36.833 °
41.917"
35.003 °
124.267 °
125.250 °
126.717 °
125.250 °
119.883 °
126.500"
73.15"
83.14 °
54.74 °
52.86 °
28.18 °
52.23 °
Air Mass
at
38,000 ft
1.3858
1.5596
6.5290
1.0545
1.1665
1.0514
3.4420
8.2713
1.7313
1.6555
1.1406
1.6319
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the plane started to make a U-turn, and the observations began at 7:10 a. m. with the sun at an
elevation of 8.74 ° above the horizon. During these three flights we had the advantage of measuring
the solar irradiance over a wide range of zenith angles, 43.83 ° to 83.14 °, the corresponding air
masses being 1.386 and 8.271. All the instruments which had mounts designed for use with both
upper and lower windows were directed to lower windows. Measurements were made with the other
instruments during the portion of the flight when the elevation of the sun was sufficiently high to
illumine the integrating sphere from the upper window.
The fourth flight was an early afternoon flight when all 12 instruments could be directed =
towards the sun during the whole of the data-taking portion of the flight. The zenith angle changed =
from 18.53 ° to 52.86 _. At the start all instruments were turned towards the upper window, but in ..
the course of the flight, the Cary 14 monochromator and the seven instruments in the front section
of the aircraft had to be changed from the upper to the lower window. This was accomplished
without any significant loss of time. But another factor which could not have been provided for
made this flight break the perfect record of clear skies and usable data which had been established
thus far. There was a hurricane over the Pacific Ocean west of Mexico that day and the weather r
forecasts on which we had relied for the exact location of the hurricane proved to be in error.
This is not surprising since our flight was in an area little traveled by commercial aircraft and
hence deficient in weather reports. During the first hour of the data-taking portion of the flight
the aircraft was closer to the eye of the hurricane than had been anticipated and there were large
masses of cirrus clouds above the aircraft. Hence we decided to change our original plans for the
final flight of the series and to schedule for that day a similar flight path with the same range of
solar zenith angle and air masses. We had originally intended for the flight of the final day a series
of three elongated ellipses over much the same geographical area south of Ames. This "race track"
flight path would have shortened the total observing time but would have served as a check on the
variation of atmospheric opacity, if any, over the 1000 or more miles of each of the other flights.
However, getting usable data during all of an afternoon flight and from all 12 instruments seemed
more important for the whole program than investigating the (probably small) effect due to the
latitude variation of the ozone layer. The increased observing time was another consideration for
changing the "race track" plan.
The fifth flight on August 16 was in an east to west direction, with the sun shining from the
south. Because of the requirement that the data-taking portion of the flight should end near Ames,
the flight path was not over the ocean but over the western United States, from South Dakota, across
the states of Wyoming, Utah and Nevada, and over the Rocky Mountains. Our fears of meeting
more cirrus clouds over land than over water proved to have been wrong. In fact this flight gave
us the clearest skies, and the least aircraft-roll, so that the signals received by the instruments
were quite strong throughout the flight.
The final flight of the series for repeating the zenith angle range of August 14 was made
on August 19. The flight started from Oakland Civil airport since Moffett Field had been
reserved by the U.S. Navy for a major annual airshow that morning. High altitude cirrus
clouds again caused a minor change in flight path, but useable data were obtained all during
the flight.
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zDuring each flight, at intervals of ten minutes, the flight navigator made measurements of the
latitude and longitude of the aircraft location. Figure 10 is a map of the geographical area covered
in the six flights, with curved lines showing the route taken during the data-taking portion of each
flight. Each flight path is indicated by the date and by the time in Pacific Daylight Saving Time
(P.D.S.T.) of start and finish of data acquisition.
The flight navigator also supplied detailed
aeronautical charts of each flight. He usedthese
charts for planning the flight path. The actual
route of the aircraft differed slightly from the
projected route because of varying windspeed,
and the essential condition of the flight that the
aircraft bearing should be at right angles to the
sun. The positions of the aircraft are shown at
ten-minute intervals during the return flight.
The chart for the sunrise flight of August 10 is
shown on a reduced scale in Figure 11. Note
that the path actually flown started slightly to
the east and ended slightly to the west of the
computer-generated, planned flight path. The
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Figure 10--Fl|ght paths of NASA 711 Galileo for
so]ar irradlance experiments, August 1967.
Figure I T--Navigator's chart, showing the flight
path on August 10.
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time in hours and minutes given in these figures is G.C.T., Greenwich civil time or universal
time. It is eight hours ahead of P.D.S.T., in terms of which the data in Table 4 are recorded.
The position data provided by the navigator using Loran A and doppler radar are considered
accurate to within 10 nautical miles. These data were used in a computer program to calculate
the zenith angle of the sun and the air mass above the aircraft at one-minute intervals. Air mass
data are needed to determine the solar irradiance for zero air mass, that is, in the absence of the
earth's atmosphere. Air mass is defined as the ratio of the distance travelled by the rays of the
sun in the atmosphere for a given zenith angle of the sun and altitude of observer to the distance
for same altitude and zenith angle zero. Air mass is unity when the sun is vertically above the
observer. For other positions of the sun,air mass is the secant of the zenith angle in the first
degree of approximation. The zenith angle may be directly measured by a sextant or may be com-
puted from the known values of latitude, longitude and time. Since the aircraft was a moving plat-
form, it was decided that instantaneous computed values of position over the ground would be more
reliable than measured values.
The zenith angle z is related to latitude _, declination of the sun _ and the hour angle of the
sun h by the equation
secz = (sinCsin_+cos¢cos_cosh) -1 • (2)
Basic data for computing _ and h at any given location and time are available in The American
Ephemeris and Nautical Almanac. 31 Values of _ are given for Oh G.C.T. (Midnight Greenwich
civil time) for every day of the year, from which by linear interpolation _ for time t P.D.S.T. can
be found. The hour angle of the sun is 15 ° times the difference in hours between the time of the
day and the time when the sun crosses the meridian. The time of the day in this case is the local
true solar time which is slightly different from the local mean solar time. The difference be-
tween the two is the equation of time. The local mean time varies with the longitude, being exactly
equal to the Pacific standard time at longitude 120 ° west, and decreasing by 4 minutes for every
degree increase in longitude. Taking these correction factors into account, it can be shown that
the hour angle in degrees is given by
h = It -4_ +c-3001 _ o.25, (3)
I[_
where t is time, P.D.S.T., since midnight in minutes, 9 is longitude in degrees, e is equation of
time in minutes (true solar time--mean solar time).
The variables (declination at Oh G.C.T., change in declination per hour, and equation of time)
for each day of the flight were obtained from the American Ephemeris and Nautical Almanac. An
expression for zenith angle dependent on these three variables, and on the three variables of the
flight path--latitude ¢, longitude _ and time in P.D.S.T.--was derived and programmed for the com-
puter. The input data for computing _ and _ were the values of 10-minute intervals supplied by the
flight navigator. The first three pairs of consecutive values of ¢ and t were fitted to an equation
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Yof the second degree to give ¢ for increments of one minute. Then the first pair of ¢ and t was
replaced by the 4th pair to extend the interval by 10 minutes. Thus in every interval except the
first and last, two values of _/)are available for a given t ; any difference between the two is due to
slight deviations from the parabolic path or more likely to rounding off errors in reading the lati-
tude. A similar method was employed for finding _ at one-minute intervals.
Equating the air mass to the secant of the zenith angle is valid only in the first degree of ap-
proximation, and does not take into account the decreasing air density in the upper layers of the
atmosphere and consequent bending of the sun's ray as it passes from a rarer to a denser layer.
Two formulae are available for obtaining a more accurate value of the air mass for ground-based
measurements, one due to Bemporad 32 published in 1907 and widely used by many of the early ob-
servers of solar irradiance and a more recent one due to Kasten 33 published in 1964. The latter
is computed from the air density profile of the U. S. standard model atmosphere proposed in 1959
by the Air Force Research and Development Command, and is considered more accurate. However,
for measurements at 38,000 ft, above 80% of the atmosphere, Kasten's formula is over-corrected.
The value of air mass at 38,000 feet which we have used as being most satisfactory is a weighted
average of the secant of the zenith angle and the value given by Kasten's formula, with relative
weights in the ratio 4 to 1. Figure 12 shows the variation of air mass with time on the six days of
the flight. On August 16 the air mass was practically constant. There was a small change on
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Figure 12--Varlatlon of alr mass wlth tlme for the flights of NASA 711.
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August 14 and 19. On the other days the change was over a wide range. Early in the morning on
August 10, and late in the evening on August 8, the air mass changed very rapidly with time.
A sample of the table giving aircraft location and air mass, which was prepared soon after the
flights and distributed to all the experimenters, is shown in Table 5. Only 10 minutes of flight time
from August 8 are shown here. The first and last entries of the latitude and longitude are from the
flight navigator; the rest are by parabolic interpolation. The average zenith angle and the air mass
at 38,000 ft given in the last two columns are based on two sets of interpolations. The final column,
as stated earlier, is (0.8 sec _ + 0.2 1k) where 1 k is air mass from Kasten's formula.
Another factor which has to be considered as a correction factor common to all the instru-
ments is the distance of the earth from the sun. The solar constant and spectral irradiance are
defined for the mean sun-earth distance, which is the semimajor axis of the earth's orbit or one
astronomical unit (A.U.). During the days of the flights, the ratio of the sun-earth distance to one
A.U. had the following values: August 3: 1.0146; August 8: 1.0139; August 10: 1.0136; August 14:
1.0128; August 16: 1.0125; August 19: 1.0119. These values were obtained by interpolation from
those given in U. S. Nautical Almanac for every day at zero hour G.C.T., with due corrections for
actual flight time and the difference between G.C.T. and P.D.S.T. It is seen that, since the sun
was at a distance greater than average during the flight days, the values obtained from our observa-
tions must be increased by percentages varying between 2.9 and 2.4 to give the true solar constant
and spectral irradiance.
Time
(Pacific
(D.S.T.)
7:20 a.m.
7:21
7:22
7:23
7:24
7:25
7:26
7:27
7:28
7:29
7:30
Table 5
Air Mass Computation from Location of the Aircraft and Time of Day--
Sam _le Data for ]0 Minutes of Flight Time on August 10, Sunrise Flight.
Zenith
Latitude Longitude Angle Air Mass Air Mass
(degrees (degrees of the (Bemporad's (Kasten's
(north) west) Sun formula) formula)
(degrees)
Average Zenith
Angle from
2 Interpolations
54.383 °
54.272 °
54.157 °
54.039 °
53.919 °
53.796 o
53.669 °
53.540 °
53.407 °
53.272 o
53.133 °
127.833 °
127.778 o
127.726 °
127.675 °
127.627 °
127.581 °
127.537 °
127.495 °
127.456 °
127.418 °
127.383 °
79.72 °
79.57 °
79°42 °
79.28 °
79.13 °
78.98 °
78.84 °
78.69 °
78.55 °
78,41"
78.27 °
5.4564
5.3833
5o3125
5.2438
5.1773
5.1128
5.0501
4.9893
4.9303
4.8729
4.8171
5.4395
5.3668
5.2963
5.2281
5.1619
5.0977
5.0354
4.9750
4.9163
4.8592
4.8037
79.72 °
79.575 °
79.43 °
79.29 °
79.14 °
78.9950
78.85 °
78.70 °
78.56 °
78.415 °
78.27 °
Air Mass
at
38,000 ft
5.5705
5.4947
5.4210
5.3516
5.2793
5.2113
5.1450
5.0782
5.0175
4.9561
4.8962
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PART II
SOLARTOTAL IRRADIANCE EXPERIMENTS
A. The Cone Radiometer-R. Kruger and M. P. Thekaekara
1. Description of Equipment
The wire wound cone radiometer was one of the instruments used on board NASA 711 for
measuring the total solar irradiance. Figure 13 shows all the total radiation detectors, unmounted
and placed side by side to indicate their relative size. Left to right are seen, after the limiting
diaphragm of the cone radiometer on the extreme left, 1) the cone radiometer in its vacuum en-
o
closure, 2) the Angstr5m pyrheliometer, 3) the Hy-Cal pyrheliometer, and 4) the Eppley normal
incidence thermopile.
CONE DIAPHRAGM
HY- CAL PYRHELIOMETER
EPPLEY NORMAL
INCIDENCE
THERMOPYLE
Figure 13--Total radiation detectors.
The cone radiometer is designed to operate as an absolute total radiation detector, using an
electrical power substitution method. It is therefore referenced to the scale of absolute electrical
units. The radiometer is designed to operate in vacuum, where gaseous conduction and convection
may be neglected.
The theory behind the operation is relatively simple. If an electric current is passed through
a wire wrapped in the shape of a cone with the base open, the energy dissipated will be radiated
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out throughthebaseandoutersurfaceof thecone. If theslantouter surfaceis enclosedin a
housingwhosetemperatureis maintainedconstant,theenergyincidentfrom this enclosureto the
slant surfacemaybeconsideredconstant.Theenergyincidentonthebaseof the coneis a func-
tion of the environmentviewedby thebase. If, after stableconditionsare reached,theenergy
reachingthebaseis changed,thewire temperatureandresistancewill change.If theseare re-
turnedto their original valuesby varyingthe currentthroughthewire, thechangein electrical
poweris thena measureof thenetchangein the radiantenergyfalling onthebaseof the cone.
Thedetectorusedin this programwasmadebywrappinga finewire (0.002inchdiameterin-
sulatednickelwire) ona 30° apexangleconicalmandrel. Thewire wasthenthinly coatedwith an
aluminumfilled epoxy,removedfrom themandrel,andpaintedinsideandoutwith Parsons'black
mattelacquer. Theunit hada meanbasediameterof 9.65mm. Theeffective absorbanceof the
detectorwastakenas 0.9945,basedonthework of Gouff_.34 This valueis opento questionbut is,
however,usedin this report. A valueof 0.99for a conewouldresult from themethodof Campanero
andRicolfi.35 Theactualvalueof thearea timestheabsorbanceusedin this report is 0.7364,
whichincludescorrectionsfor the areaof therim of the coneandits absorbance(0.9),anda 1.9%
correctionwhichwill bediscussedlater. If thevalueof 0.99is chosenfor theconicalabsorbance
and0.96for rim absorbance,theareatimes absorbanceis less than0.1%different thanthevalue
usedfor this report.
Thedetectoris mountedby finewires at four
by liquid nitrogen,andmadeof copperto improve
LN 2 COOLED BLOCK
\ ELECTRiCAl_ LEADS
APERTURE BAFFLEwfNDOW// \ LN-LPNE "r _ i
WfNDOW//" I_ 'X LN2 UNEJ _ _-
WiRE WOUND I
CONiCAl_ OETECTOR
I-- 203cm
points inside a housing or block which is cooled
isothermality. Figure 14 is a drawing of the
radiometer configuration. The block is shaped
so as to prevent reflection from the front sur-
face into the detector. The interior is conically
shaped to decrease to a negligible amount that
light which passes through the annulus between
the detector and the front of the block and is re-
flected onto the slant surface of the cone. The
interior of the cavity is coated with 3M Velvet
flat black paint.
Figure 14--Cross-sectional view of cone radiometer. The block and detector are enclosed in a
vacuum-tight chamber with a sapphire window.
This material was chosen for the window be-
cause of its mechanical and optical transmission characteristics (no absorption bands from 0.2 to
6 #). The chamber itself is constructed of stainless steel with Viton o-rings used on the sealing
surfaces and teflon used for both thermal and electrical insulation.
The aperture system is designed in accordance with the method of A. AngstrSm. 36 Two
acceptance angle apertures were manufactured, one with approximately a 3° acceptance angle
and a second giving an angle of 5-1/2 °. The 5-1/2 ° aperture was used for most of the flight.
The other unit was used for a short period during the test but no difference was detected.
i-
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Figure15is a schematicrepresenta-
tion of the electrical system.Theconical
detector forms oneleg of theWheatstone
bridge. Resistor Rv is variedaccording
to the energy level to be detected. For
this series of tests, the coneresistance
wasabout206ohmswhichhappensto cor-
respond to a temperature of 23_C. A
voltage-to-currentconverterprovides the
bridge voltage and detects the null.
Changesof null are sensedby the con-
verter andthebridgevoltageis variedto
return the systemto null.
The data for this report were hand
recorded.ADanadigital voltmeter,model
5600,was used to measurethe voltage
across the coneand across the 10-ohm
precision resistor to determinecurrent.
Datawerealsorecordedontapefrom the
Burr-Brownmultiplier/divider unit, mod-
el 1661, which yields a direct meas-
urement of electrical powerby supplying
the productof voltageandcurrent.
The mountsfor theconeradiometer
are shownin Figure 16. The control
panels for the electrical circuitry were
attachedto thelowerwindowmount.
IAPS FOR _0LTAGE WOUND_
i
BURR BROWN
UP AMP ]5015
I EDC MODEL MVIOOR }M]LLIVOLT STANDARD(NULL SET} ]
AIRPAX ELECTRONIC_
L__ j 4WATTS
BURR BROWN
MULTIPL ER/DIVIDE MODULE 1661
Figure 15-Electrlcal schematic diagram of cone radiometer.
2. Experimental Procedure
Prior to each .flight, the electrical
system was checked to assure that it was Figure Ib--Cone radiometer mounting.
operating. The liquid nitrogen dewar and
pressurization system were filled. A mechanical pump was used to evacuate the radiometer hous-
ing; this would normally bring the unit to the order of 15 _ pressure. The system was then valved
shut and liquid nitrogen fed to the cooled block. This caused a further reduction of pressure by
cryopumping to a final value ranging between 0.7 and 2.8 _ pressure as measured by a Hastings
thermocouple gage. Although this is not sufficient vacuum to eliminate gaseous conduction and
convection, these terms are reduced to where they are small and nearly constant. The use of the
zero readings provides a method for decreasing the effects of pressure variations.
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Ontheflight outto thedata-takingleg, liquid nitrogenflowwasstabilizedandtheblock oper-
atedduringthetestsat -185°C+ 2°. The electronics were given one to two hours to warm up.
During the data-taking leg, the system was checked for null, and hand recordings were made
of time, voltage and current through the cone, off-null current, bridge voltage, millivolt standard
output, block temperature, and chamber pressure. The latter four values were only checked oc-
casionally to assure that no gross changes occurred. Data from the Burr-Brown model 1661 were
recorded on the Ampex CP-100 tape recorder; time, synchronized with WWV, was also recorded
on the magnetic tape. The output of the Burr-Brown model 1661 was corrected several times each
flight to equal the power as calculated from the digital voltmeter readings.
During the flight, tracking was manually accomplished as explained in Part I of this report.
Aside from occasional large excursions due to aircraft motions, the system could normally be
kept aligned to within 1/2 ° of angle.
3. Dala Analysis
a. Data Selection
The data for this report are taken entirely from the hand recorded data. While the tape re-
corded data was accurate to within 1%, the multiplier/divider unit was found to be in error by 2%
on some occasions when corrections were being made. The tape recorded data did provide in-
formation of a qualitative nature in particular as to whether the electronic system was stable;
also the voice channel was used as a log.
Of the hand recorded data, some have been discarded for various reasons. 25 readings were
omitted when a review of the data showed a marked shift and increase in scatter for these points.
This happened on the two days when the instrument was moved from the upper to the lower win-
dow; the erratic data occurred when the detector was moved to the lower window. A careful lay-
out of the equipment indicated a high probability that light could be scattered off the window aper-
ture edge and into the detector. 20 readings were eliminated when log notations indicated light
haze and other atmospheric disturbances. Other data were discarded for reasons such as cone
resistance outside an error limit, electrical system being unstable, and a question of whether the
radiometer window was parallel to the aircraft window. This last item is very angle-sensitive
and would cause an increase in transmittance of over 1%.
b. Zero Readings
In order to obtain a best estimate of the net power change in the detector, the zero readings
were plotted and a smooth curve drawn through them. The particular value of this curve at the
time of the solar observation was then used as the tare power value.
c. Reduction to Zero Air Mass
A method of data reduction was developed in order to obtain from the irradiance values at dif-
ferent zenith angles the value of the solar constant and the irradiance at the average sun-earth
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distance in the absence of the atmosphere. This method is applicable to all the total irradiance
instruments used on board the aircraft.
Let P° be the solar constant, and P be the irradiance measured by the radiometer for air
mass _. P is the integral
Pk dk ,
where P_, dh. is the energy in the narrow wavelength band )_ to x + dX. Let P_ d). be the zero-air-
mass solar irradiance in the same band. Pa° and P,_ are related by the equation
where rx is the transmittance of the window at wavelength _ (in the case of the cone, the trans-
mittance of the combination of the quartz window of the aircraft and the sapphire window of the
cone casing) and A_. is the attenuation due to the atmosphere above the aircraft for a ray of wave-
length ', incident normally.
Hence the irradiance as measured by the radiometer is
f :P : B, aa : pa°_A (5)
0
The value of _x varies monotonically and slowly with ,\, except at the two ends of the spectrum
and in the absorption bands of quartz. The theoretical values of Aa are given in Table 3. A}, also
varies slowly with \. But there are exceptions, mainly in the wavelength ranges where ozone and
water vapor are strong absorbants. The effect of water vapor is discussed later in Part III, Sec-
tion E of this report.
Since both Ax and _-a change gradually with ', over most of the wavelength range where the
zero air mass solar spectral irradiance, P,_, is not extremely small, the integral in Equation (5)
can be replaced by a summation. Taking the logarithm to the base 10 for both sides, we have
l°gl°P = l°gl° 2 Fi Ti Ai_ '
i=l
(6)
where we have written F i for the fraction ofP ° in a finite wavelength range; z i and A are average
values of the window transmittance and atmospheric attenuation over the same range; n is the total
number of wavelength ranges into which the spectrum is divided, and i is a running subscript. The
larger the number n, the closer is the approximation to the integral on the right-hand side of
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Equation(5). In practicethevalue20for nwasfoundto bemorethanadequate.A larger number
wasnot justified bytheexperimentaluncertaintiesin thedeterminationof P.
Thevalueof _i canbedeterminedto a highorder of accuracy.Thiswascomputedtheoretically
from theindexof refraction andadjustedbyexperimentaldatain theabsorptionbands. Account
wastakenfor the inter-reflection betweenparallel surfacesof sapphireandquartz. Variationof
reflectancewithanglewasalso computed.Overthewavelengthrangeswherewater vapordoes
not causesignificantabsorption,Ai canbedeterminedbothfrom theresults presentedin Table3
andfrom theexperimentaldataof the spectroradiometricinstruments. In thewavelengthranges
of watervaporabsorptiontheparametersA,are to someextentuncertain,all the moreso since
theamountof precipitablewater vaporabovetheaircraft for thedifferent locationsandtimes of
thedatapointscouldnotbedeterminedwith sufficientaccuracy. Wechosedifferentsets of values
of Ai andevaluatedthe right-handsideof Equation(6)asa functionof air mass_. A solar spectral
distributionfunctionis neededfor Fi. When the data from the total irradiance instruments were be-
ing reduced, the results of our spectroradiometers were not yet available. Hence we chose the
Johnson curve for the spectral distribution. Later it was found that changing this distribution to
ours did not produce any significant change in the summation.
The right hand side of Equation (6) can be evaluated for different values of _, and the points
plotted with _ on the X-axis and log 10 _F_ T_ Aft on the Y-axis. The points do not lie on a straight
line as would be the case for a Langley plot for a single wavelength, but on a curve which is con-
cave up. Changing the assumed value of the solar constant shifts the curve up or down parallel to
the Y-axis without changing its shape. Changing the parameters A_ changes the shape of the curve,
making it more concave or less so. The solar irradiance at the two extremes of the spectrum is
not observed by the instrument, in the UV due to ozone absorption and in IR due to quartz window
absorption. This amounts to about 2%. The relative amounts of energy in these two ranges are
included in the first and last terms of the summation.
i ! -]L__L__
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Figure 17--Data from the cone radiometer,
An erroneous assumption about the per-
centage of energy in these two ranges would also
change the shape of the curve.
The irradiance values as measured by the
cone radiometer, corrected to the mean sun-
earth distance, are plotted on a large sheet of
graph paper with loglo P on the Y-axis and air
mass _ on the X-axis. The data points are
shown in Figure 17. The right hand side of
Equation (6) is evaluated by a computer for dif-
ferent values of _ and an assumed set of values
of A i. These points are plotted on a transpar-
ent sheet of paper to the same scale as the data
graph, and a smooth curve is drawn through
them. This sheet is slid over the data graph to
test for closeness of fit. In practice it was
found necessary to generate several curves with
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different valuesof A_. Thecurvewhichbestfits thedatapointsis chosenastheonewhichcor-
respondsmostcloselyto theatmosphericconditions.Theinterceptof this curveontheY-axis
givesthelogarithmto thebase10of the solar constant.
Sincea family of curvesmaybebuilt upby varyingthevalueof A, in anyinterval, it wasde-
cidedto vary A_in the intervalbetween1.2and1.6_ in order to obtaina curvewhichbestpassed
throughall thedatapoints. Usingthis approach,avalueof 136.4mWcm-2 wasfoundasthevalue
of P,thetotal irradtance.
A secondapproachwasusedwhichtookadvantageof theotheravailabledata. In this technique,
thevalueofAi wasvaried in thosethree intervalscontainingthe1.4, 1.9,and2.7!_water vapor
absorptionbands. Thedatafrom thePerkin-Elmermonochromatorin thosebandswere reviewed
for five periods--threeonAugust10,1967,oneonAugust14,1967,andoneonAugust16,1967.
Thevalueswere 131.9,134.0,133.8,135.6,and136.0mWcm-2 , respectively. It is of interest to
note that the readings are arranged in order of decreasing air mass: 5, 3.6, 2.25, 2.13, and 1.13,
and also increasing amounts of precipitable water: 9, 12, 18, 22, and 28 ;_.
d. Sources of Error
The following is a tabulation of sources of error and estimates of their magnitude in terms of
the total irradiance P:
1.0% -- Uncertainty in window transmittance.
1.0 -- Value of A used in extrapolation.
0.2 -- Effect of error in time of day of measurement on air mass; varies from 0.7 at air
mass 8 to less than 0.1 at air mass 1.5. The value 0.2 was chosen as including most
of our data.
0.1 -- Position over the ground as determined by Loran A and doppler radar.
0.8 -- Zero reading shift due to pressure rise in vacuum enclosure while taking a reading;
derived from laboratory tests.
0.5 -- Area times cone absorbance.
0.5 -- Precision derived from laboratory tests applying the inverse square relationship to
energy sources.
0.5 -- Light reflected from front face of cooled block back to aperture tube and thence to
detector; analytically derived but could not be measured in the laboratory.
0.1 -- Error in measurement; digital voltmeter was checked at Ames Research Center ac-
curate to within 0.01%.
A number of other sources of error, less than 0.1%, have been neglected. These include the
effect of being off-null and the effect of light passing through the annulus between the cone and the
cooled block. The latter was shown analytically to cause an error in the order of 0.02%.
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Applyingthe methodof the squareroot of thesumof the squares,onearrives at anoverall
error in the order of 1.8%.
Oneerror whichhasbeencorrectedfor wasabias of 1.9%causedby a slightly roundededge
onthefront faceof thecooledblock. This edgereflectedlight into the detectorandwasnoticed
duringlaboratorytestsafter theflight. The1.9%figure wasarrived at by conductinglaboratory
testswith theshinyedgepaintedblack.
A major uncertaintyis theabsoluteaccuracyof the cone. For comparisonpurposes,tests
were runwith a standard1kWlampsource(EppleyLaboratories,RhodeIsland,lampserial
ETK-6704). In order to havesufficientsignalat thedetectorto givereliable readings,theunit
wasplacedat 100,75,and50cmfrom the sourceandthe calibratedvalueof 1726_Wcm"2 at 200
cmwasadjustedbythe inversesquarerelation to 6.904,12.274,and27.616mWcm-2 at thethree
distances,respectively. Theradiometerindicated7.070,12.581,and28.399mWcm-2 at thethree
distances,or errors of +2.4%,+2.5%,and+2.8%.A reviewof theerrors doesnotindicatedif-
ferencesof this order.
.L
m
4. Results
Since five values have been indicated for the solar constant in the previous section, a weight-
ing has been applied to arrive at a single value. This weighting is highly subjective. The value of
136.4 mW/cm _ is the result of a best fit curve through all the data points. 60% of the final value
is derived from this number. The remaining 40% is derived by accounting for the air mass so that
the proportion of the number making up the final value is inversely proportional to the air mass.
That is, those values derived from the higher air mass curve fits are given lower weighting. The
value of a_r mass 5 has been deleted because of the large extrapolation. Tabulating the data re-
sults in the following:
136.4 mW cm -2 × 60% = 81.8 mW cm -2,
136.0 mW cm -2 × 17 = 23.1 mW cm -2,
135.0mWcm -2 ×9 = 12.1mWcm -2,
133.8 mWcm -2 × 9 = 12.1mWcm -_,
134.0 mW cm -_ × 5 = 6.7 mW cm -2.
The final value of the solar constant would then be 135.8 mW cm -2 ±2.4 mW cm -2 , or 1.8% un-
certainty, based on the error analysis.
B. Hy-Cal Normal Incidence Pyrheliometer-A. McNutt and T. A. Riley
1. Description of Eq_iprnent
The Hy-Cal Engineering normal incidence pyrheliometer consists of a detector at the end of a
tube 14 in. long and 2.75 in. in diameter with circular apertures. The acceptance angle is about
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2chalf angle.Thedetectorsurfaceis athin metaldisk, coatedwith Hy-Calhighemissivity graphite
coating. Thedisk is mountedin a cylindrical copperblockof 1.5in. diameterand0.75in. length,
with aquartzwindow. Thespectral rangeof thewindowis 0.2to 3.5_. Theoutputfrom thede-
tector is a dcmillivolt signalwhichvaries linearly with incidentirradianceupto 2 solar constants.
A calibrationcurveof millivolt outputversusincidentradiationis suppliedwith thepyrheliometer.
Hy-Cal Engineeringcalibratedthe pyrheliom-
eter bycomparisonto a standardpyrheliometer
calibratedwith referenceto ablackbodycavity.
2. Experimental Procedure
,_NG STROM
POWER
SUPPLY
o
The Hy-Cal and AngstrSm 6618 pyrheliom-
eters were mounted on the same stand. Figure
18 shows, to the left, the mounting rack for the
detectors (the rear of the Hy-Cal pyrheliometer
is clearly seen), and to the right the rack for
the power supply and galvanometer for the
o
AngstrSm 6618 pyrheliometer. The output of the
Hy-Cal pyrheliometer was monitored in two
ways. First it was read directly from the in-
strument using a Dana digital voltmeter, model
5600, about 3 or 4 times during each flight. The
rest of the time it was amplified by an opera- Figure 18--Mounting of the _,ngstr6rn and
tional amplifier and recorded on one of the Hy-Cal pyrhel_ometers.
channels of the Ampex CP-100 tape recorder.
The time, synchronized to WWV, was recorded on another channel of the same tape, so that
a continuous record of signal versus time was available.
3. Data Analysis
The Hy-Cal pyrheliometer irradiance values were calculated using the formula:
I : 27.36V, (7)
where
v = signal in millivolts,
27.36 = calibration constant, and
I = irradiance in mW cm-2
The analog flight tapes were sampled five times a second by a computer and averaged over a ten
second period. The ten second averages were printed out, giving a table of signal in millivolts
versus time at ten second intervals. The analog flight tapes were also played into a stripchart
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recorder, givinga continuousgraphof theanalogsignalasa functionof time. Thestripchartwas
usedto selectperiodsof time whenthe instrumentwasnotsightedonthe sunor whenthe signal
waserratic for otherreasons. Theten secondaveragesduringthesetimes wereomitted. A total
of 170irradiancevalueswasobtainedthis way. Thevaluesobtainedfrom the computerprintout
agreewith thevaluestakenat the correspondingtime onthe planewith theDanadigital voltmeter
to within ±0.5%.The170irradiancevalueswere plottedasa functionof time andshoweda scatter
of +1.0%. The irradiance values were then corrected for window transmission and the mean dis-
c
tance of the earth from the sun in the same way corrections were made for the AngstrSm pyrhel-
iometer. A plot was made of the log, o of the corrected irradiance values versus air mass (Fig-
ure 19). Theoretical curves were fitted to the data as discussed earlier in the section on the cone
radiometer.
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Figure 19--Data from the Hy-Cal pyrheliometer.
4. Results
The data are presented in Figure 19. The intercept for zero air mass is 2.131 which corre-
sponds to 135.2 mW cm -_. The error is 1.6% or ±2.2 mW cm -_
C. _,ngstri_m Compensation Pyrheliometer 6618--A. McNutt and T. A. Riley
le
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1. Description of Equipment
Another total radiation detector was an _ngstrSm Compensation Pyrheliometer 6618. It con-
sists of two ribbon detecting surfaces located at the rear of a tube, nine in. long and two in. in
diameter, containing rectangular apertures and a shutter. The shutter allows the left or right or
3O
bothribbonsto beexposedto theincidentradiation. Theribbonis locatedabout5" behindthe
front of the instrument. Thefront apertureis suchthat eachribbonhasplaneanglesof 4.2_and
10.6° asmeasuredfrom the centerof theribbonto theedgesof theaperturewhichadmitsradia-
tion to it. Thedetectorribbonsaremanganin,sprayedwith Parsons'matteblackoptical lacquer.
Eachstrip hasa copper-constantanthermocouplein thermalbutnotelectrical contactwith it, and
canbeheatedelectrically by passingcurrent throughit. Measurementsare madeby exposingthe
left ribbonto theincidentradiationandheatingtheright ribbonelectrically until bothare the
sametemperature. Thecurrentnecessaryto heattheribbonis measured.Theshutterposition
is thenchangedsothat theright ribbon is exposedandtheleft is electrically heatedandthecur-
rent is againmeasured.Theaverageof thetwo measuredcurrents,anda calibrationconstant
(furnishedwith the instrumentanddeterminedby comparisonto a standardpyrheliometer)gives
thevalueof the incidentradiation. Theauxiliary equipmentconsistsof a KippandZonengalvanom-
eter, modelAL-1, whichindicateswhentheribbonsareat the sametemperature,and a battery
powersupplyandmeter for measuringthe current. Theyweremountedona separatestand,as
shownto the right in Figure 18.
2. Experinzental Procedure
A measurement was made every two to four minutes during a flight and took about one minute
to get both a left and right ribbon exposure. The time of measurement was accurate to the nearest
minute. The time and the current measurements were recorded by hand.
3. Data Analysis
o
The irradiance values measured by the AngstrSm pyrheliometer were calculated using the
equation
p = Ka 2 , (8)
where
P = irradiance in cal per min per cm _,
= calibration constant, and
a = average of left and right currents inamps.
The calibration constant K was checked by A. J. Drummond of Eppley Laboratory at Table Moun-
tain, California on August 25 and 26 after the series of flights, and was found to be 6.08, a 1.0%
change from the original value of 6.02. The value K = 6.08 was used in the reduction of the flight
data. The current was measured with an accuracy of _-0.5%, but a plot of irradiance versus time
showed a scatter of +1.5%, so the accuracy of the raw data was assumed to be about +1.5%. The
irradiance values were corrected for transmittance of the aircraft window and the mean distance
of the earth from the sun. One correction factor for the mean distance was used per flight for
each of the six flights. One value for the window transmittance was used for all flights and all
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anglesof incidencefor bothupperandlowerwindows.This wasdonesincethetransmittance
changedby only0.5%over thefull rangeof anglesof incidence. Themethodfor obtainingthe
windowtransmittanceis describedin theconeradiometerdataanalysissectionof this report.
Figure20showsthevaluesof log10of the irradianceplottedas a functionof theair mass.
:::\..... 5
_ _- i l _ f -_130
205 L I _ , \ -_--_ _ i_ Z
2 03 [ --- . 8/3/67 19 POINTS _ _ , _ " -- } -_
I , 8/8/67 33 " _ _ i 42o21_ _ 8/lo/67 32 --_ "_,.. _ -- ! _;o5
i ' 8/16/67 31 J , _ ' ]
201 r---- ¢ 8/19/67 39 [ _ _. '-- L-_
2ooL _ _ 1 1 ±\ I -I,.o
0 l 2 4 5 6 8
AIRMASS (at II5B _,naltitude}
Figure 20--Data From the _ngstr6m Pyrheliometer No. 6618.
Instead of fitting a straight line to the data by the method of least squares, a family of theo-
retical curves was generated to see which curve best fit the data, as described in the cone ra-
diometer data analysis section of this report. The uncertainties in the time and position of the
plane which affect the air mass value are negligible compared to the uncertainty in the irradiance
values. The uncertainty in the window transmittance is of the order of +1.0%. There is an un-
certainty in choosing which curve to use, and where to fit it.
4. Results
The best fitting curve is shown in Figure 20. The intercept for zero air mass is 2.128 which
corresponds to 134.3 mW cm -2. The error is 1.9% or ±2.6 mW cm -2.
A third total radiation detector, also operated by the GSFC Thermodynamics Branch, was an
Eppley Laboratory-manufactured normal incidence radiometer. It was used in place of the Hy-Cal
pyrheliometer for the first hour of the August 16 flight. It is an apertured instrument with a quartz
window. The output is a dc millivolt signal from a thermocouple. A total of four readings was
taken using the Dana digital voltmeter. The irradiance is calculated by multiplying the millivolt
signal by a calibration factor. The four irradiance values were compared to the irradiance values
o
of the AngstrSm pyrheliometer at the same time. They averaged 1.9% lower. No check was made,
F
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however, on the calibration of this instrument
since it was used for such a small portion of
the total flight time.
_.........
_,NGSTR_JM PYRHELOMETER ;TANDARD LAMP HOUSING
o
D. AngstriJmCompensation Pyrheliometer
7635--c. H. Duncan and J. J. Webb
1. Description of the Equipment
This type of instrument is described in the
preceding section of this report concerning the
AngstrSm pyrheliometer 6618. This unit was
originally not among the planned instrumenta-
tion. It was adapted to mount on the filter ra-
diometer frame after the first flight, and data
were recorded for the remaining flights. The
pyrheliometer can be seen in the photograph in
Figure 21.
FILTER RADIO_
F|gure 21--Mounting of the Filter radiometer
and ,_,ngstr6m pyrhellometer 7635.
2. Data Analysis 214
o
After the flight program, AngstrSm pyr-
213
heliometer 7635 was calibrated both at Table
Mountain and later at the Eppley Laboratories.
212
The instrument was not stable during the two
days at Table Mountain and A. J. Drummond of _ 211
Eppley, who was present during the calibration
measurements, recommended an average value _ 210
of 6.17 be used for the calibration factor.
2 09
A totalof42 measurements was made dur-
ing the five flights but the readings of August 14 2os
were discarded because of intermittent cloud
conditions. The remaining data were corrected 207
and the data were analyzed in the same way as
205for the other total radiation instruments.
3. Results
205
~
---- _ 135
i -°13o
125
o
120 0
J
05 ] 0 l 5 2 0 25 30 35
AIR MASS (AT 1158 km ALTITUDE)
The distribution of the data points is shown
in Figure 22. The resulting value of total ir-
radiance was 134.9 mW cm -2, which is in good
agreement with the other AngstrSm pyrheliometer. The errors in the system (particularly in
view of the calibration) are on the order of 3% or +4.0 mW cm -2.
F_gure 22--Data from theo
AngstrOm pyrhellometer No. 7635.
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PART III
SOLAR SPECTRAL IRRADIANCE EXPERIMENTS
A. Perkin-Elmer Monochromator --M. P. Thekaekara, R. Stair, A. R. Wii_ker
1. Descriptio_ of the Equipmen!
A Perkin-Elmer monochromator model 112, with a sapphire window for the aircraft and a
lithium fluoride prism as the dispersing element, was one of the instruments used on board NASA
711 to measure the spectral irradiance of the sun. Figure 23 shows an optical schematic of the
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Figure 23--Optical schematic of the
Perkln-Elmer monochrornator.
instrument. Light from a diffusing mirror
enters the instrument through an adjustable slit
and is rendered parallel by a paraboloid mirror.
A system of plane mirrors causes the beam to
traverse the prism four times, thereby increas-
ing fourfold the resolution obtainable from a
single prism. After traversing the prism, the
beam is focused on an exit slit, after which it is
detected by either a thermoeouple or a photo-
multiplier tube. Scanning the spectrum is done
by a littrow mirror located behind the prism;
the wavelength falling on the detector is indi-
cated by the count on the drum which controls
the rotation of the mirror.
An electronic console carries the amplifiers for the detectors, high voltage power supply for
the PM tube, strip chart recorder, step-switch for gain setting of the amplifier and speed control
of the littrow mirror, and several other features which make the Perkin-Elmer monochromator a
highly versatile and automated instrument. A few modifications were introduced to make the in-
strument more suitable for the solar irradiance measurements. A helical potentiometer with a
voltage divider was attached to the drum in order to generate a voltage which changed linearly with
the'drum count. Another voltage divider was connected to the gain control switch to generate a
step voltage which changed by pre-set increments as the gain setting was increased. The output
signals from both of these, and also from the detector amplifier circuit, were recorded on three of
the channels of a tape recorder. A block diagram of the detection amplification system is shown
in Figure 24. Modifications introduced at GSFC for recording the data on magnetic tape are en-
closed in heavy lines.
The Perkin-Elmer monochromator was mounted on the plywood top of a rigid frame as shown
in Figure 25. Sunlight falls on a diffuse mirror in front of the slit. This mirror was prepared at
=
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Figure 24--Block diagram of Perkin-Elmer data system.
PERKIN-ELMER
GSFC by evaporating aluminum onto a ground
glass surface. Tests had previously been made
Figure 25--Mountlng of the
on two other types of diffusing surfaces-- Perkln-Elmer monochromator.
magnesium carbonate block, which many ob-
servers have used in previous solar irradiance measurements, 25 and gold evaporated onto frosted
glass. Aluminum was found to have a higher reflectance over the whole wavelength range of the
LiF prism. Some type of diffusing surface is essential for the solar measurements since the con-
ventional method in spectroscopy of focusing the source on the entrance slit would have limited
the observation to a very narrow strip on the solar disc and our interest is in the irradiance due
to the whole disc. A plane diffuser was preferred to the integrating sphere because it increases
the energy about ten-fold; 37 in the wavelength range 2 to 4 _ where solar energy is quite weak,
low signal-to-noise ratio would have made the integrating sphere wholly unacceptable. The dif-
fusing mirror is not, however, illuminated in the same manner by the collimated light of the sun
as by the divergent beam from the quartz-iodine standard lamp. The standard lamp illumines the
whole mirror, whereas the sun, shining through the 4" window of the airplane, illumines a limited
elliptical area on the mirror and this area shifts a little with the pitch and roll of the plane. Hence
a rectangular diaphragm of adjustable area was mounted a short distance in front of the entrance
slit. The maximum area of this diaphragm was used only for portions of the flight which were free
of all turbulence. Sunlight was reflected to the diffusing mirror by one of two plane mirrors
mounted on a pair of slant rails which also carried the diffuse mirror. The three mirrors with
their dust cover on can be readily identified in Figure 25. The height and angle of the plane mir-
ror were adjusted during the flight, and the upper or lower mirror was used according to the posi-
tion of the sun in the sky. The diffuse mirror was fixed in height, and its angle had one of two
possible values according to the aircraft window which viewed the sun.
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2. E:cperiJnental Procedure
During the six flights of NASA 711 Galileo, a total of 71 spectral scans of the sun was made.
Nearly all the scans followed the same uniform procedure. The range of drum count was 2000 to
1100, wavelength .2945 _ to 2.53 ;,., except during the mid-day flight of August 16 when the sun
shining through the upper window permitted the range up to 600 drum counts, 3.884 ,_ wavelength,
to be scanned. Each scan started with the PM tube as detector, slit width 0.1 mm, drum setting a
few counts more than 2000. At count 2000 the drum voltage was turned on. At count 1550, wave-
length .63 _, the wavelength scan was stopped, slit-width changed to 2 mm, detector changed to
thermocouple, and the scan was continued. At the end of the scan, the drum voltage was turned
off, and height and angle of the plane mirror were readjusted to begin the next scan. The change-
over from PM tube to thermocouple and from one scan to the next could be made in less than 30
seconds, so that spectral scans were made almost continuously from the time the aircraft com-
pleted the U-turn to view the sun till it turned away from the sun to start the descent to Ames.
The scanning speed was 100 counts per minute, so that each scan was made in a little over 9 minutes.
The scans of August 14 took 14 minutes each. The 1.25 in. per minute chart speed on August 3 was
increased to 5 in. per minute for the five later flights.
Figure 26 shows a typical strip chart record in the PM tube range. It is a tracing based mainly
on the scan made from 12:28 to 12:33 p. m. on August 16. Short sections from two other scans have
been added to complete the record at the changes in gain setting. All the spectral scans are quite
similar to the one shown here, except that the pen displacement is less for the lower position of
the mirror and for the larger values of the air mass. The effect of the ozone becomes especially
noticeable in the wavelength range 2950 to 3050 A for large air mass. The curved lines showing
intensity in Watts cm- 2 _- 1 have been superposed on the strip chart record.
The calibration with reference to the standard lamp was made several times when the aircraft
was in flight to the location, or in the hangar. The calibration scans made in the aircraft were
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Figure 26--Perkin-Elrner strip chart in the photomultlpller range.
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subject to a small error due to light from the roof of the aircraft. This error was corrected later,
by comparison with scans made at GSFC. The transfer function of the instrument was highly con-
stant in the photomultiplier range, but in the thermocouple range small fluctuations had apparently
occurred due to a misalignment in the instrument.
3. Data Analysis and Results
The conventional method of determining irradiance from spectrum charts is to compare the
chart of the unknown source with that of a standard of spectral irradiance. If the external optics
are the same for both charts, the detector output at any given wavelength is proportional to the
irradiance, and the following basic equation can be applied:
A x G x
Px : A G Ps . (9)
where the subscripts x and s refer to the unknown source and standard source respectively, P is
the spectral irradiance, A is the amplitude (deflection of the pen or signal on the tape) and G is a
multiplication factor to convert amplitude at a given setting to that at a standard gain setting of 20.
Equation (9) is valid only if the measurements of the sun and of the standard lamps are made
under the same conditions, with the same external optics, and that is not the case on board the air-
craft. The standard lamp shines directly on the diffuse mirror, but the sunlight undergoes attenua-
tion by passing through the atmosphere above the aircraft, and then through the sapphire window of
the aircraft, and finally being reflected by the specular mirror. Hence, a correction factor is
necessary to determine what the signal A× would be in the absence of such attenuation. Thus, AX in
Equation (9) has to be replaced by Ax _, where F is the correction factor.
F is the ratio of the amount of solar energy at a given wavelength incident above the atmosphere
to the corresponding energy reflected from the specular mirror. It is the product of three factors--
F for the sapphire window, Fm for the specular mirror, and F for the atmosphere. All three fac-
tors are highly dependent on wavelength, angle of incidence and other parameters. They are of
importance also for other experiments besides the Perkin-Elmer and hence will be discussed in
some detail.
The easiest to evaluate is F+. It is equal to l/q, where _ is the transmittance of the window.
Over the wavelength range where the material of the window does not absorb the light, losses are
due only to the reflectance at the window's two surfaces. For the sapphire window, this holds true
for the whole wavelength range of the Perkin-Elmer. For normally incident light the reflectance
is given by the Fresnel formula 38
('_-,-__t_'_2
+ : \,++ 1] , (10)
where _ is the refractive index. For light transmitted normally through a plate with parallel sides,
taking into account reflection losses from the two surfaces and multiple reflection between the two
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surfaces,the transmittanceis givenby39
2 rl
,/- =
n2+l
Hence
r12+l
F = 2n (11)
In the case of oblique incidence the expression is more complex. The accuracy of the theoretical
values was checked by experiments made in the laboratory, in the aircraft, and on the ground in
direct sunlight. The correction factors for oblique incidence were found to be small for the range -
of angles for the Perkin-Elmer scans. In the aircraft, measurements were made during one of the
flights using the filter radiometer with and without the sapphire plate in front of it. The laboratory
measurements on transmittance were made with a Beckman DK2A spectrophotometer and the
Perkin-Elmer monochromator. The experimental and theoretical values were found to be in close
agreement. The theoretical values were used for the computer analysis as being more accurate.
The factor Fm is the reciprocal of the reflectance R of the aluminized mirror.
1
R : :(R +R),
where R and R are the reflectance for light polarized in the parallel and perpendicular planes,
respectively. The expressions for Rp and Rs are available in standard literature. 39 Let n a and
k8 be the real and imaginary parts of (% + i k), the complex index of refraction of aluminum; ¢
are two other parameters defined in terms of n a,is the angle of incidence on the mirror; _ and ....
k and 4 by the equations
a2 _ fi2 = n 2 - k 2 - sin2¢ and aB = -nk
a ' . "
Then
I(a - sin ,¢ tan 4) 2 + ,32 lRp = R a+sinCtan¢)2+fi2j
and
(_ - cos 4)_ +/3 =
R (a + cos ¢)2 + ;_2 (12)
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Valuesof n andkaweretakenfrom thedatapublishedby G.Haas40 in theAmericanInstituteof
Physics(A.I.P.)Handbook.Thecomputedvaluesof reflectancewere comparedwith thoseobtained
experimentally,usingaDK2Awith a Gier Dunkleattachment.Measurementsweremadewithboth
freshly evaporated,andrelatively oldbut clean,samplesof aluminizedsurfaces. Thewavelength
range0.3to 2.5.....wascovered,with differentanglesof incidencecoveringthe rangeof themirror
positionsontheaircraft. Withinthe limits of error of thesemeasurementsthe experimentalval-
uesandthetheoreticalvalueswere in closeagreement.Hencewedecidedto supplythe computer
with a tableof valuesof ,%andka andhavethefactor Fmevaluatedfor eachscanasa functionof
wavelength.
Thefactor F is the reciprocalof thefactor A,_introducedin Equation(4). Themethodof de-
terminingtheair mass4 from thepositionof theaircraft andthetime of dayhasbeendiscussed
in Part I of this report. TheatmosphericattenuationA;.,wasdeterminedfrom computedvalues,
butwith correctionsbasedonour ownmeasurements,as shownlater.
Thus,determiningthefactor F requiressix parameters: Aa,n, n andk, whicharedependent
onwavelengthbutare the samefor all scans,and_and.:}, which change from one scan to another
but are independent of wavelength.
Computed values of the attenuation due to the atmosphere are available in literature 28 as
stated in Part I of this report (Table 3). These values are valid for the U.S. standard atmosphere.
Thirteen of the Leeds and Northrup charts of the flight of August 10 in the photomultiplier range
were analyzed, using the manual data reduction method to check the validity of the theoretically
computed atmospheric attenuation coefficients. The deflections of the pen were read for 77 se-
lected wavelengths. The values were then plotted manually in terms of log] 0 of deflection versus
air mass, and the points were joined by the best fitting straight line for each wavelength. The at-
mospheric attenuation and the signal for zero air mass were determined from the slope and zero
intercept, respectively, of these graphs. These Langley plots for 8 of the wavelengths are shown
in Figure 27. Figure 28 gives the values of atmospheric attenuation at the selected wavelengths.
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F|gure 28--Atmospheric transmittance versus
wavelength From Perk_ n-Elmer monochromator.
The Y-axis in Figure 28 is the percentage ratio
of the spectral energy transmitted normally to
the altitude of the aircraft to that incident above
the atmosphere. The results of these computa-
tions of atmospheric attenuation were used to
correct the theoretical values of Table 3, and
to prepare a revised table which was used in
the computerized data analysis of all the solar
scans made by the Perkin-Elmer and Leiss
monochromators.
Elmer monochromator scans of August 10.
the Langley plots, were corrected for reflection of the specular mirror and transmittance of the
aircraft window. The spectral irradiance was computed at these wavelengths using Equation (9)
with the necessary correction for solar distance. The curved lines showing irradiance in absolute
units in Figure 25 are based on these computations.
The manual data reduction method was used
also to obtain the solar spectral irradiance at
the 77 selected wavelengths, based on the Perkin-
The detector signals for zero air mass, obtained from
The manual data reduction method is obviously too time consuming, and further does not take
into account the finer details of the Fraunhofer structure of the solar spectrum. Hence a computer
program was prepared for handling the data recorded on the magnetic tapes, and calculating from
each spectral scan the solar spectral irradiance for zero air mass. The following operations are
performed: the analog signals of drum voltage, gain setting and detector signals are read every
1/5 second of scanning time, values are converted from analog to digital, and five successive val-
ues are averaged. From initial and final values of drum voltage, the individual scans are rec-
ognized. The signals are converted to a uniform gain setting of 20. Drum voltage is converted to
the drum reading and then to wavelength. The correction factors for the atmosphere, window, and
mirror are computed at each wavelength, as also the irradiance and signal of the standard lamp
by interpolation from tables supplied to the computer. Spectral irradiance at each wavelength is
calculated from Equation (9). The integrated values of the irradiance over bands of designated
width are computed. For most of the scans the bandwidth chosen was 100/k for the photomultiplier
range and 1000 A for the thermocouple range. For a few selected scans and over limited wave-
length ranges, the integrated area under the spectral curve was computed also for bandwidths of
10, 5, 2 and 1 AngstrSm, thus displaying the Fraunhofer structure more clearly. The program
provides for a printout of the energy in each band, the integrated value of the energy up to the end
of that band, and for normalization with reference to a standard solar irradiance curve. The
standard chosen was the Johnson curve.
A total of 71 spectral scans of the sun were thus reduced. The data from some 30 per-
cent of the scans could not be used in the final average for reasons such as frosting of the aircraft
window, cirrus clouds above the aircraft, maladjustment of the mirror system, roll of the
4O
aircraft, or changing of magnetic tapes during a scan. The data from the other scans were in
fairly close agreement.
The final results are presented in Figures 29, 30 and 31. The computer-generated graphs and
tables were the main source for these figures. Some of the fine structure was added by compari-
son with the Leeds and Northrup charts. Figure 29 covers the range .3 to .42 _, where the Perkin-
Elmer monochromator has maximum wavelength resolution, and Figure 30 covers the rest of the
photomultiplier range. These figures present essentially the same data as the Leeds and Northrup
chart shown in Figure 26, with the differences that the wavelength increases from left to right, and
that the wavelength scale and irradiance scale are linear. The data from the thermocouple range
are shown in Figure 31 by the circles with centered dots. The black dots refer to the results from
the P-4 interferometer discussed in Part III, section E, and the crosses refer to F. S. Johnson's
curve.5 The results in the wavelength range longer than 2.3 _ are included in Table 5 and in the
figures which represent a weighted average of all the spectral irradiance instruments.
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Figure 29--Perkin-Eimer data in the wavelength range .3 to .42 _.
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Figure 30--Perkln-Elmer data in the wavelength range .4 to .61 _.
The wavelength resolution of the Perkin-Elmer system was determined by two independent
methods, first by measuring the half-widths of very narrow emission lines of mercury with dif-
ferent slit-widths, and second by comparing the half-widths of the H and K lines of calcium as seen
on our Leeds and Northrup charts and in the Utrecht Altas.42 The two values were in close agree-
ment. The half-width of the lines increases from relatively small values of 2.7 A at 3000 A, and
4.4 A at 3500 A to 11 A at 5000 A. The wavelength resolution, )_/_, where 5_ is the observed
o o
half-width or instrumental profile, decreases from 1100 at 3000 A to 455 at 5000 A. In the thermo-
couple range where the slit-width is 20 times greater, the resolution is considerably less; it in-
creases from 11 at 7000 A to 90 at 4 _.
The major sources of error are scattered light from the roof of the aircraft shining on the
diffuse mirror and the small degree of instability in the positioning of the mirror directly
in front of the thermocouple detector. Detailed analysis of the solar and calibration scans
made at different times, and both in the laboratory and in the aircraft, was made to determine
the magnitude of this error. The accuracy of the spectroradiometric measurements is estimated
at about ±5%.
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Figure 31--Solar spectral irradlance in the infrared wavelength range 0.7 to 2.5 _, Perkln-Etmer and P-4 data.
B. Leiss Monochromator--R. McIntosh and S. Park
1. Description of the Equipment
The three following sections discuss the spectral irradiance instruments operated by the
Thermophysics Branch, Spacecraft Technology Division, GSFC. They are a Carl Leiss double
prism monochromator, an Eppley Filter Radiometer and an ITT Electronic Scanning Spectrom-
eter. Each instrument was designed for observing the solar beam through the upper aircraft
windows at solar altitudes ranging from about 20° to 70°. No auxiliary mirrors were employed
as each instrument was mounted on a pseudo-polar axis such that an integrating sphere inter-
cepted a direct beam of solar radiation which, after diffusion, completely filled the optical
aperture of each spectral instrument.
Each instrumentation system is described, along with the results and some comparisons to
previous ground-based measurements.
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The Carl Leiss double prism monochromator was used for forty solar scans, each of wave-
length from 0.3 to 1.6 _. The relative spectral distributions agreed closely with published values
and with the filter radiometer discussed in section C. However, calibration difficulties necessi-
tated a normalization to the energy value obtained from the total irradiance measurements, 135
mW cm- 2.
The Leiss monochromator is a double prism instrument designed to provide high dispersion
and minimal stray light. The instrument used in this experiment (see Figure 32) was equipped
with two ultrasil quartz prisms. The three slits
(entrance, intermediate, and exit) were set wide
enough to provide sufficient energy while main-
taining good resolution.
Figure 32--Mountlng of the Leiss monochromator.
Because the Leiss monochromator was de-
signed as a laboratory instrument, some modi-
fication was necessary to make it suitable for
airborne operation. The mirror and prism
mounts were stiffened and the entire instrument
was enclosed in a rugged, light-tight aluminum
box having sufficient strength to provide for
mounting in a cradle which could be swung by
a gearing mechanism on its longitudinal axis to
allow solar tracking, The housing also provided
a heat sink and air current insulation. Provision
was made for thermostatic temperature control
by heating coils mounted inside the housing.
Two detectors were used--an EMI 9558 QA
photomultiplier tube for the UV and visible
regions, and a Kodak Ektron lead sulfide cell for the IR. These detectors were mounted in an
auxiliary light-tight box secured to the primary instrument housing. The detectors were mounted
so that they could be quickly interchanged by rotating a lever. For maximum stability the PbS cell
was thermoelectrically cooled to a constant temperature of approximately 0_C. The EMI tube was
chosen for its low noise and dark current, extended red response, and high sensitivity.
A three-inch diameter integrating sphere was coated with a GSFC-developed magnesium oxide
(MgO) paint, and then lightly smoked (1-2 mm) with magnesium oxide. The paint was used instead
of a thick smoked coating because it was felt that the shock and vibration within the aircraft might
damage a smoked coating because of its very fragile nature. The sphere was positioned so as to
provide a diffuse source of illumination for the entrance slit of the monochromator. It was mounted
on an axis perpendicular to the plane of the entrance slit and could be rotated by means of a hand
driven worm gear to observe either the sun or the standard of spectral irradiance. This adjust-
ment was at right angles to that of the main elevating mechanism and provided the second degree
44
of freedomfor tracking thesun. Theuseof the spherealsominimizedtheeffectsof roll andyaw
of theaircraft.
Thespherewasposi onedimmediatelybehindthe aircraft windowin direct sunlight,thus
eliminatingtheneedfor mirrors. Thedeterminationof thereflectancecharacteristicsof such
mirrors as a functionof angleof incidenceis oftendifficult andtedious,andtheadditionalframe
designrequirementsnecessaryto directly viewthe sunwerefelt justified.
Themonochromatorwasalignedonthesunby usinga six-inch longtubewith a pinholeand
graduatedtarget. This tubewasattacheddirectly to thesphere. Theoperatormanuallyadjusted
the elevationandazimuthanglesof the monochromator.Figure32showsin detail the sphereand
crankingmechanism,aswell asthemountingframeusedto supportthe equipment.Theworking
standardlampandhousingcanalsobe seen.
Thewavelengthdrumwhichrotatestheprisms wasoperatedby a small a.c. synchronous
motorandgeardrive at onerpm. This madeit possibleto makeonecompletemeasurement(0.3
to 1.6_) in five minutes(includingthe changingof detectors). A camandrelay attachedto the
drumproducedwavelengthmarkersonthestrip chart recordings.
2. Electronics
The electronic instrumentation for the Leiss monochromator consisted of the following com-
ponents: a Brower model 129 synchronous amplifier tuned to 33 Hz, a specially built chopper and
electronics module mounted inside the Leiss following the intermediate slit, a Power Designs model
5165 high voltage power supply, a Leeds and
LIMITING
Northrup Type G Speedomax recorder, an E. G.
and G. Thermoelectric module power supply,
and various control and monitoring circuits.
The high voltage power supply used to drive the
photomultiplier tube has a voltage stability of
0.001%, resulting in a tube constancy of better
than 1%.
The electronics for the Leiss monochroma-
tar as well as for the filter radiometer and the
ESS were wired into an Elgar model 3001 tran-
sient regulator, because the aircraft's power
converters were somewhat noisy and not regu-
lated well enough for some of the instruments.
The standard lamp power supply was wired into
a Sorenson line voltage regulator which pro-
vided extremely stable lamp operation.
Figure 33 shows a block diagram of the en-
tire instrumentation arrangement.
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F;gure 33--Block diagram of the instrumental setup
of the LeTssmonochromator.
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3. Calibration
The Leiss monochromator was calibrated through the use of a 1000 watt, NBS type standard
of spectral irradiance. 43 A certified standard (Eppley no. 1145) was employed for the basic cal-
ibration. Another lamp of the same type was used as a working standard and mounted in an alum-
inum box on the Leiss frame. The lamp current was monitored with a calibrated shunt and digital
voltmeter and could be easily maintained to within 0.01 amp. Since the working standard was
mounted inside an aluminum box, its irradiance was somewhat higher than that of the primary
standard because of the reflectance of aluminum and the slightly higher operating temperature of
the lamp. This was very helpful in the ultraviolet, where the irradiance of these lamps falls off
rapidly. Monochromator calibrations were performed in flight as well as on the ground.
4. Data Analysis
Data were taken for each flight--a total of 40 measurements. However, only data from flights
two through five have been analyzed. After the first flight the slit settings were changed signifi-
cantly to improve resolution. Therefore, these data are not included here. The data from the final
flight were not used because of an error in flight calibration. Several other runs were discarded
because of cloud cover and instrument difficulties. Only the results from the remaining 19 meas-
urements are presented here.
During the flights the calibration signal appeared to drift, especially in the ultraviolet region.
All efforts to correct this difficulty in the field were futile. After the expedition, many measure-
ments were made to determine the exact cause of this drift, but it has not yet been discovered.
Since the repeatability of the working standard was verified, the drift was almost certainly caused
by some heating effect in the Leiss optical system. It is interesting that the drift was quite repro-
ducible (within 1%) as a function of time. Fortunately, no such drift could be observed in the solar
data, or in any of the data from the filter radiometer or ESS which used similar instrumentation.
Because of these difficulties it was impossible to obtain absolute measurements of the solar
spectral irradiance from these data. Therefore all of the data obtained by the Leiss monochromator
were normalized to the value of the total irradiance of the sun as measured by the total irradiance
instruments, 135.1 mW cm -2. Since this value represents the total energy of the sun, and the Leiss
monochromator covered only the wavelength range 0.3 to 1.6 y, it was necessary to normalize the
data to the energy in that range only. The spectral distribution function of Gast,24 which is es-
sentially the same as that of Johnson, was used to determine the energy in the range 0.3 to 1.6 p.
It was found to be 118.4 mW cm -2. The spectral irradiance of the sun for zero air mass was com-
puted at each flexion point of the Leeds and Northrup chart; the area under the curve of spectral
irradiance versus wavelength was integrated over the wavelength range .3 to 1.6 microns, and the
normalization was performed using the value 118.4 mW cm -2. The technique used for reducing the
data was the same as in the case of the Perkin-Elmer monochromator. The same method was
used to evaluate the correction factors Fw for the spacecraft window and F for the atmosphere.
The factor Fm for the mirror was not needed here. The normalization factor 118.4 mW cm -2 was
found later to be very close to the value of the energy in the range 0.3 to 1.6 _ according to the
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twospectraldistributioncurvesgivenin Part IV of this report. Theweightedaverageof all the
spectralirradianceinstrumentsof NASA711,normalizedto that of the total irradiance instru-
ments,is givenin Table6. Table8 givestheproposedstandardcurve,whichis theNASA711curve
modifiedslightly to takeinto accounthehighaltitudedataof Drummond.15Accordingto thesetwo
tablestheenergyin therange0.3to 1.6,, is 118.03 mW cm -2 and 118.15 mW cm -2, respectively.
The differences between these values and 118.4 mW cm "2 are 0.31% and 0.21%, respectively.
5. Results
The Leiss results are depicted in Figures 34, 35 and 36. Figure 34 compares the Leiss
monochromator, filter radiometer, and Perkin-Elmer monochromator data. As can be seen, the
agreement is good between the Leiss monochromator and the filter radiometer. Figure 35 com-
pares the Leiss data to the most recent ground-based measurements of Stair 44 at Mauna Loa,
Hawaii. The agreement here is again good in the ultraviolet region. Figure 36 compares the
Leiss data to that of Johnson. 5 Johnson's vis-
ible spectrum is higher partly because of his
higher total irradiance value of 139.5 mW cm -2.
The 4.5 mW difference occurs primarily in the
visible region.
Two interesting features--the humps inthe
curve at about .9 and 1.3 microns--appear on
the Leiss data. No previously reported data
show these. However, very little data is avail-
able for this region of the solar spectrum. At-
tempts have been made to account for these
anomalies on the basis of a possible system
error, but after careful examination this does
not seem to be the case.
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F[g,Jre 34--Comparison of data from the Le[ss,
Perk|n-Elmer and filter rad_orneter.
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Figure 35--Comparlson of Le|ss monochromator and
Stair (Mauna Loa) data.
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Figure 36--Comparison of Le;ss monochromator
and Johnson data.
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The following is an estimate of the errors involved in the measurements:
o
Error in total irradiance (from AngstrSm pyrheliometer): ±3%
Error in irradiance outside the wavelength interval .3-1.6 _: +4%
Error due to window transmittance: ±1%
Instrumentation error : ±2%
The total RMS error is 5.5%.
C. Filter Radiometer-R. Stair, J. J. Webb and D. L. Lester
Introductio_z
A GSFC modified Eppley Mark V filter radiometer was used to make solar spectral measure-
ments from 0.3 to 1.1 z. Good agreement has been noted with the Leiss monochromator and with
recent ground-based measurements.
1. Description of Equipment
The basic mechanism of an Eppley Mark V radiometer was employed in the photoelectric fil-
ter wheel radiometer. No commercial instrument of the required type was available. The thermo-
electric detector, shutter and shutter drive, and other features not associated with the filter rota-
tion mechanism were removed, or made non-active. The filter wheel rotation mechanism provided
for the step rotation of two filter wheels, each containing 13 filter positions. Allowing for a zero
position and for the interposition of two wide band filters or radiation (or isolation) screens, a
total of 22 narrow band filters could be installed on the two wheels at one time. Such filters were
set up on two wheels for use with an RCA type 935 phototube (S-5 response) to cover the ultraviolet
o
(11 filters) and visible (11 filters) wavelengths within the range of 3100 to 6000 A. On a third wheel,
o
another set of 11 filters was arranged to cover the spectral range from 6000 to 11,000 A. All three
sets were used with an RCA type 917 phototube (S-1 response). Thus, to shift the instrument cover-
age from the ultraviolet and visible range to the visible and near infrared required the changing of
one filter wheel and the interchange of detectors. Since this procedure required a significant amount
of time, it was decided to use only one combination during any particular flight. This was done ex-
cept for the flight of August 16, the constant air mass flight, when both ranges were covered by
making the change at mid-flight.
The narrow band interference filters supplied by Eppley were chosen to cover the spectral
range mentioned above. In the ultraviolet, each filter has a half-band width of approximately 100
o
and is centered at an even wavelength, e.g., 3100, 3200, 3300, etc. to 3900 A. Those at longer wave-
lengths have wider half-band widths and, in general, are also centered on even wavelengths spaced
o
at 500 or i000 A in the visible and infrared. Thus, each filter (except for several wide band filters)
covers a portion of the solar spectrum extending in either direction from its central transmission
peak such that, ideally, where the transmittance Of one filter drops to one-half its greatest value,
the next has increased to one-half its greatest value. The transmittance of each filter was meas-
ured on a Beckman DK-2A spectrophotometer.
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2. Instrument Modifications
The Eppley radiometer mechanism was originally designed for manual operation in changing
filters. This consisted of momentarily pressing a pushbutton switch for a single filter position
change, or by holding the switch in the closed position until the desired filter was in place. Auto-
matic operation could be had through fixing this switch in the closed position. This, however, left
each filter in position for too short an interval (about one second or less) for precise recording.
To alleviate this situation, a timing motor was set up to momentarily close a microswitch, wired
across the button switch, once each 8-1/3 seconds, thus providing for automatic filter changes at
that time interval.
The instrument was mounted in the aircraft in a frame similar to that used for the Leiss mono-
chromator, i.e., a pseudo-polar axis mount. The mounting arrangement is shown in Figure 21. As
with the Leiss monochromator, a manual elevating mechanism provided instrument adjustment for
solar altitude and a worm gear mechanism rotated the integrating sphere. The sphere was the
same size and used the same coating as the Leiss monochromator. A block diagram of the in-
strumental arrangement is shown in Figure 37.
3. Electronics
The primary electronics usedwith the filter
radiometer consisted of a Keithley model 610R
Electrometer and a Moseley model 7100B strip
chart recorder. The current from the phototube
was amplified by the electrometer and directly
recorded by the Moseley. No modification of
either instrument was required as each has
several sensitivity settings.
4. Calibration
Calibration was accomplished in the same
way as with the Leiss monochromator. A 1000-
watt NBStype quartz iodine standard of spectral
irradiance was mounted in an aluminum box and
attached to the instrument frame. The housing
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Figure 37--Block diagram oF the instrumental set-up
of the filter radiometer.
can be seen in Figure 21. The only difference in procedure was that, with the filter radiometer,
wavelength calibration was not a problem since the filters themselves provided the wavelength range.
5. Results
The analysis involved in reducing the filter radiometer data is detailed and somewhat complex
and will not be described here. The procedures and techniques used are given in a recent GSFC
contract report.45 The results presented here are also taken from this report.
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Thezeroair masssolar spectralcurveis shownin Figure34,alongwith theresults of the
Leiss andPerkin-Elmer monochromatormeasurements.Thecomparisonwith the Leiss mono-
t
I
_e
$
O5
....
Ii,
8OO ] 000 I 200 i 400 z eo0 ] so0
WAVFLENGTH _rr_
[ !
..... J...... j
chromator is very good in all but the regions
around 3000 and 6500 A. It is believed that these
discrepancies are due to calibration uncertain-
ties. The fact that the results of the two instru-
ments agree closely despite their differences in
optical characteristics seems to strengthen their
F;gure 38-Comparison of filter radiometer and
Stair (Mauna Loa) data.
validity. Also, the energy scale for the filter
radiometer was obtained from the in-flight cal-
ibrations, not from normalization. Thus it seems
that the normalization procedure was justified
for the Leiss.
Figure 38 shows a comparison of the filter
radiometer and the most recent ground-based
measurements available, those of Stair at Mauna
Loa. A good agreement is again noted.
An uncertainty of approximately 5% is estimated, due mainly to the inaccuracies of the stand-
ard lamp and window and filter transmittance values.
D. Electronic Scanning Spectrometer-& J. Webb
Introduction
An Electronic Scanning Spectrometer recorded solar data from 3000 to 4800 A during all six
NASA 711 flights. A total of 95 spectral runs were obtained, but only 17, randomly selected, were
used in the data analysis. Resolution was not as good as expected, and the spectral energies are
lower than results of other experiments.
1. Description
The Electronic Scanning Spectrometer (ESS), manufactured by ITT Industrial Laboratories of
Fort Wayne, Indiana, is designed to measure either static- or rapidly changing spectral distri-
butions in the ultraviolet and visible regions from 2500 A to 5000 A. Completely electronic and
weighing only 21 lbs., the spectrometer scans the spectrum by means of a television-type camera
tube called an image dissector. A long narrow slit aperture in the tube serves as the exit slit of the
optical unit, which consists of two turning flats, a focussing mirror, and a grating (see Figure 39).
A photoemissive surface (S-21) on the faceplate converts the optical spectrum into an electron
spectrum in the tube. The electron image is formed within the tube in the plane of the tube's
slit aperture. The spectrum is sampled by sweeping the electron image across the slit aper-
ture by means of magnetic fields generated by coils surrounding the tube. The signal is then
amplified in the tube exactly as in conventional photomultipliers.
5O
2. Instrument Modifications
To adapt the instrument for solar meas-
urements aboard the aircraft, certain modifi-
cations were necessary.
The rapid scanning feature was changed to
a much slower speed because of a lack of a
suitable recording device. The scanning was
done by driving the field coils with a potentiom-
eter and synchronous motor, which took about
two minutes for one complete scan of the wave-
length region.
An integrating sphere like those used with
the Leiss monochromator and filter radiometer
was mounted in front of the entrance slit.
A mechanical chopper was also installed in
front of the entrance slit to allow the use of a
tuned amplifier.
As was the case with the Leiss mono-
chromator and filter radiometer, the ESS was
mounted on a pseudo-polar axis and two degrees
of freedom were provided for manual solar
tracking.
Figure 40 shows the actual flight config-
uration.
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Figure 39--Block dlagram of the instrumental set-up
of the Electronic Scann|ng Spectrometer (ESS).
3. Calibration
Wavelength calibration and indexing was
performed by using a low pressure Spectroline
Cadmium lamp of known spectrum, and adjust-
ing the time of the scan to align the spectral
lines with the appropriate linear markings on
the chart paper. For solar measurements the Figure 40--Mounting of the ESS spectrometer.
Fraunhofer lines provided excellent wavelength
identification. Intensity calibrations were accomplished and in the same way as those for the
Leiss monochromator and filter radiometer, i.e., with a 100-watt quartz iodine lamp.
The calibrations were made in flight prior to the solar data recording, and also on the ground
between flights. These data agreed fairly well, and an average calibration curve was determined
and used in the solar data analysis.
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4. Restdls
The data were not as good as expected, primarily because of poor resolution and unreliable
wavelength calibrations.
The integrating sphere was added just prior to the flights and no time was available for a
thorough ground test. Apparently the sphere reduced the resolution from a previous 10 _46 to
35 A by filling the optics in a different manner. Had the ESS been equipped with a variable entrance
slit, the resolution could easily have been improved. However, the instrument was made with a
fixed entrance slit either 50 or 100 microns wide, both of which were too large; therefore nothing
could be done except observe the poor resolution.
As stated earlier, a total of 95 spectral scans were recorded during the six flights, but only
17 were used in the Langley method 12 of data analysis. Clouds during portions of the flights elimi-
nated some runs, and lack of time and manpower made it impossible to utilize all the remaining
runs. A random selection of the 17 runs was made, covering the air mass range as well as possi-
ble. Voltage readings were chosen from each run at the maximum, minimum, and inflection points.
The logarithms of these voltages were then plotted versus the appropriate air masses for each of
the chosen wavelengths. Some typical Langley plots are shown in Figure 41. The data appear to
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be good, i.e., they lie on straight lines except in
the UV region where ozone absorption and low
30
2s detector sensitivity increased the scatter. A
least squares analysis was made for each wave-
24
length, and the y intercept (at air mass 0) was
20 determined. These values were then corrected
for mean distance to the sun and window trans-
16 mission, and reduced to absolute values with the
calibration data.
12
A plot of the zero air mass data is shown in
Figure 42. The ESS curve is considerably lower
than the Johnson curve in the range 3000 to
o
4000 A, and also somewhat lower than the curves
obtained by the Leiss monochromator and the
filter radiometer.
The data in all other respects appear to be reasonable, including the comparison shown in
Figure 43 of the experimental attenuation coefficients (the slopes of the Langley plots) and the
theoretical curve of the extinction optical coefficients for a turbid atmosphere 28 at 11.6 km. The
theoretical curve represents Rayleigh and aerosol scattering, and ozone absorption. The fact that
they do not exactly overlay indicates that the atmosphere above the observers was not homogeneous
(an assumption made in the tables).
The in-flight wavelength calibration data did not show good repeatability from day to day, so
an average value was used. However, the possibility of a wavelength shift in the data exists and
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Figure 42--ESS zero air mass solar curve.
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Figure 43--Comparlson of experimental (ESS)
and theoretical attenuation coefficients.
may be a cause of difficulty. In addition, a pos-
sible non-linearity in the ramp voltage drive
mechanism may be a contributing factor.
Because of these problems, the ESS data
were not given any weight in the determination
of the final spectral curve presented in the con-
clusion of this report.
E. P-4 Interferometer -P. Ward and M. P. Thekaekara
1. Descriptio_z of the Equipmen!
Two interferometer spectrometers manufactured by Block Engineering, Inc., Cambridge,
Mass. were used to cover the spectral range from 0.3 to 15 #. A Michaelson type, I-4, inter-
ferometer covered the region from 2.6 to 15 microns and a polarization, P-4, interferometer
measured the spectral band from 0.3 to 2.5 microns. In this section we discuss the P-4 inter-
ferometer. The next section is devoted to the I-4 interferometer, where we also discuss in some
detail the principles of Fourier analysis in spectroscopy.
Although interferometers have been valuable in the laboratory for many years, their applica-
tion in spectroscopy and radiometry has been severely limited until recently because of the dif-
ficulty in performing the necessary mathematical calculations. With the advent of easy access to
digital computers in the past ten years, the technique of Fourier spectroscopy has received a great
deal of interest due to distinct advantages in radiation gathering power and improvement in signal
to noise ratio.
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Relative path retardation between two mutually interfering beams of light is the basic princi-
ple of interferometry. In the Michelson interferometer this is produced by a plane mirror moving
in a direction normal to its surface. In the short wavelength region, where the P-4 interferometer
operates, accurate alignment of a moving mirror system is difficult to achieve, so the relative
path difference is introduced by a Soleil prism. An optical schematic of the instrument is shown
in Figure 44. The incident beam is separated by a polarizer into two components of equal ampli-
tudes in mutually perpendicular planes. The wave then passes the birefringent Soleil compensator
that has a different index of refraction for each wave component; thus the two components traverse
the compensator at different speeds, introducing an optical path difference between the two per-
pendicular components given by
B = d(no-ne} . (13)
where d is the thickness of the compensator and no, n e are the indices of refraction'In the "O"
and "E" planes. The path difference is varied by moving the wedge-shaped section as shown
in Figure 44, thus performing the function of the moving mi_'ror in the Michelson interferom-
eter. The radiation is recombined at the second polarizer and then separated at the beam splitter
with approximately 90% of the energy transmitted to the lead sulfide detector and 10% sent to
the photo-multiplier tube. The resulting interferograms are processed in a manner similar to the
method described below in Section F.
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Figure 44--Opt;cal schematic of the polarTzafion Tnterferometer.
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2. Experimental Procedure
The mounting of the interferometers is
shown in Figure 45. The P-4 interferometer is
above and to the right;the I-4 interferometer is
slightly below it and to the left. The P-4 inter-
ferometer views the sun through an integrating
sphere and an aperture system. The aperture
limits the field of view of the instrument to +5 °,
thus minimizing the circumsolar sky radiation
and making the angle of the incoming cone of
light similar to that of the other total and spec-
tral irradiance instruments on board the air-
craft. The window material was infrasil quartz•
The figure shows the instrument directed
towards the upper window of the aircraft. The
interferograms are recorded on analog tape.
PPER
Figure 45--Mounting oF the P-4
and I-4 Tnterferometers.Along with the interferogram, the signals
• t
from a Moire fringe pattern are recorded on a
separate channel. The purpose of these signals is to trigger the stripping of signals from the in-
terferogram for conversion from analog to digital at equal increments of the path difference be-
tween the two rays. If the forward velocity of the chip in the Soleil compensator were constant,
equal increments of path difference would occur at equal intervals of time. However, the drive
mechanism of the chip is such that its velocity varies with position, being maximum at the middle
• /
of the stroke. Attached rigidly to the chip is a Moir_ strip which moves relative to a fixed Mmre
strip, with an indicator lamp on one side and a detector on the other side. The signals of the de-
tector thus form a fringe pattern with successive maxima occurring at equal displacements of the
chip. This enables the analog signals of the interferogram to be stripped at equal increments of
path difference.
A complete to and fro motion of the chips takes 1.3 sec, of which 0.9 sec is for the forward
motion and 0.4 sec for the reverse motion. Signals are stripped for 0.8 sec of the forward motion
during each scan. A total of 1991 signals (samples) per scan is stripped for A-D conversion. The
signals from a large number of successive scans are co-added to increase the signal to noise ratio.
A sync pulse ensures that the first signal of each scan corresponds to the same position of the chip.
The displacement of the chip during a scan is about two inches.
3. Data Analysis and Results
Selected portions of the P-4 interferograms have been reduced. In the photomultiplier range
where the solar spectrum is several orders of magnitude stronger than that of the standard lamp,
the absolute calibration of the instrument seemed to yield large uncertainties. Since this region
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is adequatelycoveredby themonochromators,weshall restric[ ourselveshereto theanalysisof
datain the PbSrange.
For theanalysisof datafrom theleadsulfidedetector,14spectralscansof the sunand7
spectralscansof the standardlampwereused. Eachscanwastheresult of co-addingabout40
spectraobtainedby Fourier transformof a large numberof interferograms. The 14solar spectra
were distributedasfollowsamongtheflights: 2 from August3, 4 from August8, 7 from August10,
and1from Augusti6. Of thecalibrationruns, onewasfrom interferogramsmadeduringtheflight
andtherest from thosemadelater at GSFC.Theair massfor the solar spectravariedfrom 1.13
to 5.10. Theprint-out dataof the computerizedFourier transform givefor eachfrequencyvalue
of the spectruma valueof the spectralamplitudeS,andof the logarithmto thebase10of s. It
wasfoundthatthe log Svalueswere moreconvenientfor mathematicalcomputations.Valuesof
log Sin thefrequencyrange81to 280, ,< = 2.202 to .7236 _,_,were tabulated from each of the solar
!
and calibration spectra and for 120 of the computer generated frequency values. The log P values t
outside this range were considered less reliable due to the high noise to signal ratio. Frequency
is converted to wavelength by means of the equation f_ - (% -%) k, where f is the frequency,
is the wavelength, % and no are the extraordinary and ordinary indices of refraction of quartz,
the material of the soleil prism, and k is a constant to be determined empirically. For our in-
strument k had been found to be 2.2607 × 10 _ A sec- 1. In practice, for more accurate interpola-
tion, the wave number was computed from a previously prepared table and the reciprocal was
taken at each frequency.
The spectral irradiance P is related to the spectral amplitude S by the equation
V
l°gPs - l°gP L _ IogS s - logS L , (14)
where the subscripts s and L denote the sun and the standard lamp, respectively. The values are
available on a relative scale only, since calibration runs were made at different distances of the
lamp from the P-4 interferometer, and the factors due to angular aperture, etc., could not be de-
termined with sufficient accuracy. Comparison of log SL values from different spectra showed that
while the absolute values for any given _ varied over a wide range, (1.8 to 0 on the log scale or a
factor of over 60) the differences between corresponding values of any two spectra were highly
constant , independent of frequency, thus establishing the validity of Equation (14). The wavelength
resolution varies from 15 A at .72 ,_ to 170 A at 2.2 u. For each of the 120 selected wavelengths
the average log SL from the 7 calibration scans and the average log s s from the 14 solar scans
were computed. Since log S s varies linearly with air mass, the average log s s is the value cor-
responding to the average air mass, namely 2.719. To determine log Ss for zero air mass, the
values of log s s for each spectral scan and wavelength were plotted as a function of air mass. Al-
though the points showed a wide scatter, due partly to the process of normalization, there was a
clear indication of the slope of the line of log Ss versus air mass increasing to a maximum at each
of the well known H_O absorption bands. A significant result is that even in the so-called atmos-
pheric windows, far from the absorption bands, the slope does not become zero; there is a con-
tinuum absorption which for unit air mass at 38,000 feet is about half a percent. Figure 46 shows
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Figure 46--TransmTttance of the atmosphere at 38,000 Feet For normally incident solar rays,
0.7 to 2.0 _, based on P-4 interferometer data.
the results of these studies. The slopes of the lines were plotted as a function of wavelength, and
a smooth curve was drawn through the observed points. The Y-axis was scaled to show the trans-
mittance of the atmosphere down to the aircraft altitude of 38,000 ft for normally incident solar
radiation, that is, the ratio of solar spectral irradiance at 38,000 ft to that for zero air mass. This
curve represents the average effect of the 14 P-4 interferometer scans which were analyzed.
4. Analysis of Water Vapor Absorba_we
Figure 47 shows a comparison of the transmittance of the atmosphere at ground level to that
at 38,000 feet. The dashed line is for 38,000 ft, and the continuous line is for ground level. Both
lines are for solar rays incident normally on top of the atmosphere. The curve for 38,000 ft is
based on the P-4 interferometer data and is the same as in Figure 46, with a tenfold decrease in
the Y-axis. The curve for ground level is based on Parry Moon's data. 2 This is also the curve
which would be obtained by taking the ratio of the ordinates of the two lowermost curves in Fig-
ure 9. A comparison of the two curves in Figure 47 shows that the absorption dips occur at the
same wavelengths. One absorption band is due to O_; the rest are due to H20. The difference in
depth of the absorption dips in the two curves is considerably greater for H20 than for O_. The
high wavelength resolution of the P-4 interferometer shows considerably more detail. At the two
wavelengths near 1.4 and 1.9 ;_ where the transmittance of the atmosphere at ground level is zero,
the transmittance at the aircraft altitude is about 94%. There is also a great difference in the
width and transparency of the atmospheric windows as shown in Figures 46 and 47. The absorbance
of about 1/2 percent in these windows as shown in Figure 46 is due to the wings of the H20 bands,
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Figure 47--Transmittance of the atmosphere at ground level compared to that at 38,000 Feet
for normally incident solar rays, 0.7 to 2.0 _, based on P-4 data.
but more significantly to the Rayleigh and aerosol scattering, as seen from a comparison of the
observed values with the theoretical values of Table 3.
As stated earlier the transmittance curve of Figure 46 represents an average of data from
several flights. Too few scans of the P-4 interferometer have been analyzed to yield more detailed
data of the variations in the H20 content above the aircraft for different dates and locations. The
Perkin-Elmer monochromator data analyzed by the computer and integrated over wide wavelength
bands also failed to show the finer details of H20 absorption. As shown in Part II, Section A, total
irradiance as measured by the cone radiometer gave clear evidence of increased atmospheric ab-
sorption at certain locations. A more careful study of the Leeds and Northrup charts of the Perkin-
Elmer monochromator showed a correlation with the cone data. In order to obtain quantitative data
on the amount of precipitable water vapor above the aircraft, a series of measurements was made
in the laboratory to determine the absorption profiles of the water bands in the range 1.2 to 3.4.
The Perkin-Elmer monochromator was used with the 2 mm slit width, as for the solar measure-
ments on board NASA 711. The source was a 1000 w quartz iodine lamp. The beam was rendered
parallel by a concave mirror, travelled a measured distance in clean, dust-free air of known rela-
tive humidity, and then was focussed on the entrance slit of the monochromator. Measurements
were made for several pathlengths and the absorbance curves were normalized to 28 ,,' of pre-
cipitable water vapor (N.T.P.). The results are presented in Figure 48. The temperature and
relative humidity in the laboratory were such that the amount of precipitable water vapor per
meter of path length was 7 _.
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The absorption band near 1.8 f_ was measured on a large number of the Leeds and Nor-
thrup charts made with the Perkin-Elmer monochromator on board NASA 711. The 2.7 #
band had been covered only on the flight of Au-
gust 16. Computations based on these measure- _ i [ t [
ments and the laboratory data of Figure 48
showed that in general the amount of precip-
itable water vapor above 38,000 ft varies with
latitude, not with longitude. Along the path of
the transit flight of August 16, the amount of
water vapor was 28 _, while an increase from
10 _ to near 28 _ was observed during the sun-
rise flight of August 10. On the other hand very
high values of water vapor, above 40_, were
observed during the early part of the flights of
August 14 and 19.
5. Spectral Irradiance From the P-4
Interfero me ter
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The average value of log Ss (signal from WAVELENGTH(microns)
the sun) as obtained from the P-4 interferom-
eter was tabulated for 120 wavelengths in the Figure 48--Transmltfanee of 28 microns oF prec[pTtable
water vapor based on laboratory measurements with o
spectral range .7236 to 2.202,_. It was then Perkin-Elmer monochromator.
corrected for the attenuation due to air mass
2.719, and by applying Equation (14), log Ps
(solar irradiance) was computed. These values are on a relative scale since a limiting diaphragm
had been mounted in front of the integrating sphere of the P-4. This made an absolute calibration
on board NASA 711 with reference to the standard lamp impossible, because the diaphragm pre-
vented the P-4 interferometer from viewing all of the standard lamp. The relative scale of the
solar spectral irradiance was changed to an absolute scale by two methods. The Perkin-Elmer
monochromator data in the thermocouple range were analyzed using a manual method at a large
number of wavelengths, with due corrections for scattered light from the roof of the plane and at-
mospheric attenuation. The energy in the range of the P-4 interferometer, PbS detector was
made to agree with that given by the Perkin-Elmer monochromator. A further slight adjust-
ment was made when a composite curve of solar spectral irradiance based on all the spectral
measurements was obtained and the area under the curve was made to agree with the weighted
value of the solar constant as given by the total irradiance instruments. The normalized values
of the spectral irradiances at each of the 120 selected wavelengths are indicated by the black dots
in Figure 31.
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F. I-4 Interfer0meter -J. F. Rogers and P. Ward
1. Description of the Equipment
The I-4 interferometer is of the Michaelson type and covers the wavelength range 2.6 to 15
microns (,,,). Apart from the Perkin-Elmer monochromator, which could scan the lower end of
this range below 4 _, this was the only instrument on board for studying solar spectral irradiance
in this long wavelength range. It was also the only instrument which required an Irtran 4 window
for the aircraft and special shock-proof mounting for its fixture.
The moving coil of the Michaelson cube is actuated by a voice coil driven by a ramp function
generator, so its velocity is practically constant through the data acquisition stroke. The data are
in the form of an interferogram which is subsequently processed by a digital computer in order to
obtain the amplitude spectrum.
Since interferometric spectroscopy is a relatively new field, we will discuss some of its basic
principles. The principle common to all interferometers is that the incident radiation is made to
interfere selectively with itself, thereby revealing information about the spectral energy distribu-
tion. Unlike dispersive instruments that isolate and measure a series of narrow spectral bands
in succession, interferometers accept and analyze all wavelengths in their operating range at once.
Hence there is a great improvement in signal to noise ratio.
For illustrating the operation of these instruments, the Michaelson interferometer is perhaps
the simplest, and easiest to understand.
Consider a monochromatic ray of wave-number :,, wavelength \ entering the interferometer
(Figure 49). The ray divides into two identical rays at the semi-reflecting beam splitter. Each
ray reflects from a mirror and returns to the
beam splitter, through which 50% of the energy
BOLOMETER
D,ECT_ is transmitted to the detector. The incident and
[_ reflected rays are shown at an angle to each
i's other for the sake of clarity. Actually the rays!s are incident normally on the two mirrors and
I
t' are reflected along the same path. As one of| _ BEAM
/ I _l_ SPUnER the mirrors moves to and fro with a constant
°s_oT_ 4----- "_ ................_ ................._ .................... velocity v, the two rays interfere with each other
__ constructively or destructively according as the
_ / relative path difference is an even or odd multi-
! !
II
V
FIXED MIRROR
Figure 49--Opt;cal schematic of the
Michaelson interferometer.
ple of ,_/2. Thus the energy incident on the de-
tector varies periodically. The time interval ,_
between successive maxima of the detector sig-
nal is time required for the path difference to
change by ;_, that is, for the oscillating mirror
to move through the distance _/2. Thus r : ;_/2V.
6O
The modulation frequency of the detector signal is f. - 1/r : 2v/k : 2V_. Thus the output frequency
of the interferometer is proportional to the wave-number of the incident light.
If "white light" radiation falls on the entrance aperture, the output signal will consist of a large
central peak at the point of zero retardation when all wave components are in phase plus smaller
intensity peaks due to reinforcement of frequency components, _i, at mirror displacements that are
integral multiples of \/2. This output signal, called an interferogram, consists of a linear super-
position of cosine waves of the form
.
I(x) = G(;,) cos (2_¢'x) dr. (15)
We use Fourier's integral theorem to transform the above expression, thereby obtaining the
intensity as a function of frequency:
Sa(,) = I(x) cos(2_:Jx)dx. (10)
Equation (10) implies that the interferogram has perfect even symmetry about the zero point
and that there is an infinitely large mirror displacement. Since neither statement is true, we must
compute both sine and cosine components, and restrict the domain of integration. Let the displace-
ment of the mirror be from - B/2 to _n/2. The spectrum then has terms
'+BP(,) = I(x) cos (2_,x) d×. (17)
-B
Q(v) = I_I(x)sin(2_,vx) dx. (18)
In terms of these quantities the energy spectrum G is given by
o : (19)
The phase relationship between frequency components is computed from
Q
¢ = arctan _" • (20)
The phase at the point of zero retardation can be set equal to zero (or 360°), and a change in the
direction of net energy flow will then produce a 180 ° phase shift.
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2. Experimental t_'oeedure
The I-4 interferometer was mounted on the same stand as the P-4 (Figure 45). The instrument
is pointed directly towards the sun through an Irtran-4 window. The data were recorded on tape as
analog signals almost continuously during the six flights. For low angles of elevation of the sun,
the mount of the two interferometers was transferred to a lower stand to view the sun through the
side window.
3. Data Processing and Analysis
The analog signals of the interferograms were sampled at constant intervals of path retarda-
tion, and digitized for computer analysis. One hundred interferograms in succession were co-added
to improve the signal to noise ratio for each spectrum. The Fourier transform and phase relation-
ship of each spectral component were then found. A typical amplitude spectrum with the associated
phase plot is shown in Figure 50 in terms of output frequency and corresponding wavelength.
At long wavelengths the phase becomes important due to detector radiation. The field of view
of the instrument covers an angle of 12 degrees while the sun subtends an angle of only one-half
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Figure 50--Data From the I-4 interferometer.
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degree. The thermostatically controlled thermistor bolometer operates at 37_C and therefore
radiates energy to the cold sky about the sun and the window frame. This detector radiation be-
comes an increasingly large fraction of the net energy interchange as we approach the longer
wavelengths. At wavelengths greater than 10 _! the net energy is directed out, i.e., the detector
radiates more energy than it receives from the sun.
To account for the detector radiation, a
series of measurements was taken while the in-
strument was pointed away from the sun. Fig-
ure 51 is the reduced data from one such meas-
urement. The energy calibration was obtained
with a blackbody source manufactured by In-
frared Industries, Santa Barbara, California.
It was run at a temperature of 120ffK with a
1.53 cm diameter aperture, at a distance of 87
cm from the I-4 interferometer. The effect of
detector radiation was negligible during the
calibration runs since the front plate of the
source had a temperature of 35°C.
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Figure 51--Data from the I-4 interferometer, pointed
The transmittance of the Irtran 4 window away from the sun.
as a function of wavelength and angle of in-
cidence was obtained by viewing the blackbody source with the I-4 interferometer through the
window. The data were incorporated into a computer program that solved the equation
[S(BKG)__ +S(meas))_] >: I(BB) k
Ix : T_2 _ × S_B_,_ (21)
where S(BKG) x is the signal obtained from the background run at wavelength _ ; S_ .... >>_,the signal
while viewing the sun; I¢BB), the irradiance on the aperture of the I-4 interferometer due to the
calibration source; S<BB) the signal due to ItBB); and T. x is the transmittance of the Irtran 4 win-
dow as a function of angle of incidence _, and wavelength ',.
The plus or minus sign is used according as the net energy transfer is directed into the in-
strument or out of it, as is shown by the phase. Ideally the phase should be constant except for
the 180 ° phase reversals but noise in the signal, slight errors in locating the center of the inter-
ferogram, and dispersion in one of the optical paths, will produce departures from constancy.
Since the data were automatically reduced, a phase-referencing system was adopted whereby the
phase at 3.6 ,_ (in the short wavelength region and removed from major absorption bands) was used
as a reference. If the phase at this point lay in the region 0_-90 _ or 27ff-360 _, the plus sign was
used for all spectral elements that had a phase value in the same range, and the minus sign was
used for all elements whose phase lay outside the region.
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4. Results of I-4 [nterferometer Data
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Figure 52--Solar specfrum From the I--4 [nferFerometer
at a_r mass 1.13,
region of the spectrum, the transmittance of
the atmospheric "windows" is nearly 100%, so an envelope of the reduced curve can be con-
The reduced data for an air mass of 1.13 is
presented in Figure 52 showing some of the
major atmospheric absorption bands. The spec-
tral irradiance of the sun, assuming it to be a
6000_K blackbody, is also plotted for compari-
son. It can be seen that at long wavelengths the
solar spectral irradiance curve falls below the
6000°K curve. This is of interest because in
estimating the solar constant, most earlier ob-
servers had assumed the solar spectral curve
in the range beyond 0.6 p to be that of a 6000_K
blackbody.5, 7 It is unfortunate that data at large
air masses are not available due to saturation
of the instrument when operated with a lower __
attenuation. This problem illustrates the major
drawback of Fourier spectroscopy--the results
are not available in time to detect and correct
such difficulties. However, in the infrared
sidered a zero air mass curve.
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PART IV
CONCLUSION
M. P. Thekaekara
We give below the weighted average results of all the GSFC experiments on board NASA 711
Galileo. These values have been published earlier in a GSFC X-Document and in an article in
Applied O[lics. 18 Considerable work has since been done in critical evaluation of these results
in comparison with data from other observers. The objective was to propose, for engineering use,
standard values of the solar constant and solar spectral irradiance for zero air mass. For the
sake of completeness we also give this proposed standard, which, as will be seen, is very close
to the NASA 711 Galileo results.
A. GSFC, NASA 711 GALILEO RESULTS
The following values of the solar constant were measured on board NASA 711 Galileo at 38,000
ft in August 1967:
Cone radiometer
Hy-Cal pyrheliometer
Angstrom pyrheliometer (6618)
o
AngstrOm pyrheliometer (7635)
135.8 + 2.4 mW cm -2,
135.2 + 2.2 mW cm -2,
134.3 + 2.6 mW cm -2,
134.9 +4.0mWcm-2
These values agree within the range of the estimated errors of the respective instruments. An
arithmetical average yields 135.05 mW cm -2. A weighted average, assuming for each instrument
a weight inversely proportional to the estimated error, yields 135.08 mW cm -2. A more rigorous
statistical method, 47 identifying estimated error with standard deviation, would give the average
135.12 + 1.3 mW cm -2.
We accept 135.1 + 1.3 mW cm -2 as the value of the solar constant. The estimated error,
average of those of the four instruments, is +2.8 mW cm -2. Assuming for the mechanical equiva-
lent of heat 4.184 joules per cal, 6 the solar constant is 1.937 i 0.040 cal min-' cm -2. This is 3.3%
lower than Johnson's value of 2.00 cal min-' cm-2, but intermediate between two recently published
higher altitude values--l.950 cal min -_ cm -2 by Drummond et al., 15 and 1.919 cal min -_ cm -2 by
Murcray.16
We give a table (Table 6) of values of spectral irradiance of the sun for zero air mass and
for the average sun-earth distance, and solar spectral irradiance curves (Figures 53 and 54) which
display the values of Table 6 graphically. The wavelength range covered by our measurements is
0.3 to 15 _, but for the sake of completeness and for obtaining an integrated value of the solar con-
stant, the table of values has been extended to 0.14/_ in the UV and to 20 ,_ in the IR. The F. S.
Johnson curve is shown by dashed lines. The values given by a weighted average of our spectral
65
Table 6
Solar Spectral Irradiance (Based on Measurements on Board NASA-711 "Galileo" at 11.58 kin) k--wavelength
in microns; P;_--Solar Spectral Irradiance averaged over small bandwidth centered at 4, inW cm-2micron - i;
Dx--percentage of the Solar Constant associated with wavelengths shorter than wavelength k. Solar Constant
0,13510 W cm
A D A k " P & D£
0.14010.0000048 i 0.00050 0.39510.1191 8.189
0.15010.0000176] 0/00059 0.40010.1433 8.675
0.16010.000059 ] 0.00087 0.40510.1651 9.245
0.17010.00015 I 0.00164 0.41010.1759 9.876
0.180]0.00035 0.00349 0.41510.1783 10.53
0.190!0.00076 0.00760 0.42010.1758 11.19
0.200[0.00130 0.0152 0.42510.1705 11.83
0.205[0.00167 0.0207 0.43010.1651 12.45
0.21010.00269 0.0288 0.43510.1675 13.06
0.21510.00445
0.220]0.00575
0.22510.00649
0.23010.00667
0.235}0.00593
0.240]0.00630
0.245 0.00723
0.250 0.00704
0.25510.0104
0.26010.0130
0.20510.0185
0.27010.0232
0.27510.0204
0.2g010.0222
0.28510.0315
0.290',0.0482
0.295[0.0584
0.300 0.0514
0.305!0.0602
0.310 0.0686
0.315 0.0757
0.32010.0819
0.325[0.0958
0.33010.1037
0.33510.1057
0.34010.1050
0.34510.1047
0.._50]0. i074
0.35510.I067
0.36010.1055
0.36510.1122
0.370]0.1173
0.0420 0.44010.1823 13.71
0.0609 0.44510.1936 14.41
0.0835 0.450T0.2020 15.14
0.1079 0.455}0.2070 15.90
0.1312 0.460}0.2080 16.66
0.1534 0.465}0.2060 17.43
0.1788 0.470]0.2045 18.19
0.2053 0.475}0.2055 18.95
0.2375 0.48010.2085 19,72
0.2808 0.48510.1986 20.47
0.3391 0.490T 0.1959 21.20
0.4163 0.495[ 0.1966 21.92
0,4960 0.500[ 0.1946 22.65
0.5758 0.505] 0.1922 23.36
0.6752 0.51010.1882 24.07
0,8225 0,515[ 0.1833 24.76
1.020 0.52010.1833 25.43
1.223 0.52510.1852 26.12
1.430 0.53010.1842 26.80
1.668 0.53510.1818 27.48
1.935 0.540[ 0.1783 28.14
2.227 0.54510.1754 28.80
2.555 0.550[ 0,1725 29.44
2.925 0.555[ 0.1720 30.08
3,312 0.560] 0.1695 30.71
3.702 0.56510,1700 31.34
4,090 0,570T 0.1705 31.97
4.483 0.575T 0.1710 32,60
4.879 0.580}0.1705 33.23
5.271 0.585I 0.1700 33.86
5.674 0.590}0.1685 34,49
6.099 0.595I 0.1665 35.11
0.37510.1152 6.529 0.600I 0.1646 35.72
I
0.380[0.1117 6.949 0.60510.1626 36.33
0.38510.1097 _ 7.359 0.61010.1611 36.93
I
[ 7.765 0.62010.1576 38.110.39010,1099
...... I
P£ D_ _ P£ D_
0.1542 39,26 3.8 0.00111 98.902
0.1517 40.39
0.1487 41.50
0.1468 42.00
0.1443 43.67
0.1418 44.73
0.1398 45.78
0.1369 46.80
0.1344 47.80
0.1314 48.79
0.1290 49.75
0.1260 50.69
0.1235 51.62
0.1107 55.95
0.0988 59.83
0.0889 63.30
0.0835 66.49
0,0746 69.42 10.0 0.000025 99.935
0.0592 74.37 11.0 0,0000170 99.951
0.0484 78.35 12.0 0.0000120 99.962
0,0396 81.61 13.0 0.0000087 99.969
0.0336 84.32 14.0 0.0000055 99.975
0.0287 86.62 15.0 0.0000049 99.9785
0.0244 88.59 16.0 0.0000038 99.9817
0.0202 90.24 17.0 0.0000031 99.9843
0.0159 91.58 18.0 0,0000024 99.9863
0.0126 92,63 19.0 0,0000020 99.9879
0.0103 93.48 20.0 0.000001_ 99.9893
0.0090 94.19 £_ 100.0
0.0079 94.82
0.0068 95.36
0.0064 95.85
0.0054 96,287
0.0048 96.664
0.0043 97.001
0.0039 97.305
0.0035 97.579
0,0031 97.823
0.0026 98.034
0.00226 98.214
0.00192 98.368
0.00166 98.501
0,00146 98.616
0,00135 98.720
0,00123 98,816
3.9 0.00103 98.982
4.0 0.00295 99.055
4.1 0.00087 99,122
4.2 0.00078 99.182
4.3 0.00071 99.238
4.4 0.00065 99.289
4.5 0,00059 99.335
4.6 0.00053 99.376
4.7 0.00048 99.414
4.8 0.00045 99.448
4.9 0.00041 99.480
5.0 0.000383 99,509
6.0 0.000175 99.716
7.0 0.000099 99.817
8.0 0.000060 99.876
9.0 0.000038 99,912
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Figure 53--Solar spectrum for zero air mass from NASA 711 Galileo, 0.2-2.6 _,, compared with F. S. Johnson curve.
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Figure 54--Solar spectrum for zero air mass From NASA 711 Galileo, 2.5-14._, compared with F. S. Johnson curve.
irradiance measurements were scaled down by about O. 1 percent, so that the integrated area under
the curve is 135.1 mW cm -2 as given by our total irradiance instruments. We believe that the
agreement within O. 1 percent between the total and spectral measurements was more fortuitous
than warranted by the estimated errors of the nine experiments.
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In thewavelengthrange0.3to 2.2_, whichaccountsfor all but 6.4percentof the energyof
thesun,ourvaluesarebasedonthe Perkin-ElmerandLeiss monochromators,thefilter radiom-
eter andtheP-4 interferometer,thoughnotall of theseinstrumentscoverthewholerange. The
agreementbetweentheinstrumentsis within theestimatederrors of each. Thedifferencesare
small exceptin therange0.4to 0.7_, wheretheratio of the spectralirradianceof the sunto that
of the standardlampis very high. In this rangethe Perkin-Elmermonochromatorvaluesare
higherthanthoseof thefilter radiometer. Thenormalizedvaluesof the Leiss monochromator
are closeto thoseof the latter, but theunnormalizedvaluesare closeto thoseof theformer. In
the range0.3to 0.75y, thevaluegivenfor eachwavelengthis theaverageirradiancefor a 100/_
bandwidth centered at that wavelength. This gives a solar irradiance independent of the detailed
Fraunhofer structure which each instrument displays in a different way according to its wavelength
resolution. In the range beyond 0.7 ,_, where the Fraunhofer structure is small and our wavelength
resolution becomes less, wider bandwidths are used for the averaging. In the range 1.0 to 5.0 J_,
each irradiance value is the average irradiance over 1000 A. The wavelength range 2.2 to 15 _ is
covered by the Perkin-Elmer monochromator up to 4 _,., and by the I-4 interferometer from 2.6 to
15_.
Table 6 and Figures 53 and 54 seem to present the first direct and detailed measurements
of solar irradiance in the wavelength range longer than 0.7 _. In this range the widely accepted
Johnson curve, following that of P. Moon, is as stated earlier that of a 600ffK blackbody. Our
data indicate an effective blackbody temperaLce which decreases as the wavelength increases.
This is in agreement with measurements made at tl_ :e wavelengths between 1.0 and 2.5 _ by
Peyturaux, 22 at 11 :' by Saiedy and Goody, 48 and at 6 mm by Whitehurst e! al. 49 Our extrapola-
tion of the curve in the range 15 to 20 :_ is based on this decrease of effective blackbody temperature.
Representative values of the effective blackbody temperature of the sun are 5360°K at 5 t_, 5000 _K
at 15 ,:: and 4950"K at 20 _. In the wavelength range below 0.3 ;_, where the ozone above the air-
craft is an almost complete absorber, we have used the rocket data of the Naval Research Labora-
tory as given by Detwiler, Garrett, Purcell and Tousey 50 for the range 0.14 to 0.26 ,_ and by
Johnson 5 for the range 0.26 to 0.30 _. Since our observed values in the range 0.3 to 0.4 _ are
0.927 times those of Johnson, and Detwiler e! al. had adjusted their irradiance values for wave-
lengths less than 0.26 _ to Johnson's scale, we have scaled the NRL values down by 7.3%.
In column 3 of Table 6 we give DA, the percentage of the total solar energy associated with
wavelengths from 0 to :_. The value for the first entry, 0.140 _, is based on Detwiler el al. who
give the irradiance down to 0.085 ,_.
A point by point comparison of our spectral irradiance values with those of Johnson shows
that our values are lower almost everywhere, especially in the UV and visible range. In two short
wavelength ranges in the IR, 0.9 to 1.05 _ and 1.35 to 1.9 u, our values are higher. The disagree-
ment between our curve and that of Johnson is most pronounced in the range 0.52 to 0.70 _, ours
being lower by as much as 12% at 0.55 _:.
Our final table is based on a detailed analysis of many sets of data from a variety of instru-
ments. Instrumental errors arise from different sources for each instrument, and intercomparison
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of data permits to a great extent the minimizing of their effects on the final weighted average.
Hence we estimate that our spectral irradiance values have an accuracy of ±5 percent.
B. Blackbody Temperature of the Sun
The solar spectral irradiance curve leads to a related question--the effective blackbody tem-
perature of the sun. Text books of physics and astronomy often state that the sun's radiation is
that of a blackbody at a temperature of about 6000°K. 51 Figure 9, which has been reproduced
from the He_zdbook of Geophysics, shows the 6000°K blackbody curve among the four important
curves related to solar energy. It had long been felt that the 6000°K blackbody curve has too high
a value. The early Smithsonian data, from which this value was derived, were not of sufficient
accuracy. The Johnson curve, following that of P. Moon, had assumed a 6000_K Planckian func-
tion for the infrared. Hence it would be begging the question to derive a blackbody temperature
of the sun from the Johnson curve.
It should be noted that none of the solar irradiance curves which has been proposed over the
years has exactly the same shape as a Planckian curve. However closely the photosphere of the
sun may approximate a blackbody, the spectral distribution is affected by such factors as varia-
tion of optical thickness of the photosphere with wavelength, Fraunhofer absorption, limb darken-
ing, surface irregularities, etc. But to a first approximation the assumption of a blackbody is valid
and has practical usefulness.
The amount of energy absorbed by a surface, for example, that of a spacecraft, is given by an
integral of the form
E_ = pS
,k ak dk ,
where PC is the solar spectral irradiance and % is the spectral absorbance of the surface. Al-
though the absorbance changes with wavelength, this change is slow for most surfaces; absorbance
remains nearly the same over large bandwidths. Hence if a blackbody spectral curve, P)_, can be
found which agrees closely with P i' for all wavelengths, the integral
E_ : PABa\ dX
would be very close to E _.
Since the solar spectral irradiance curve we have derived in Section A is based on the first
detailed, high altitude measurements over almost the entire wavelength range, it is meaningful to
find the temperature of the blackbody curve which would best fit the solar spectral irradiance
curve.
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Bestfit is definedbytheequation
k P_(T)] d\ = AA(T) : minimum , (22)
where P_ is the solar spectral irradiance as given in Table 6, and P_ (T) is the normalized ra-
diance of a blackbody at temperature T. The normalization of the blackbody function is such that
the area under the curve is equal to the solar constant. The two curves cross each other at
several wavelengths, enclosing small elements of area between them; .%A(T) is the sum of these
elements. The blackbody function is defined by the equation
c 1
P_(T) = ks (e"c2/_kT- 1)" (23)
Of the three parameters c_, c 2 and T on the right hand side, only temperature T is of significance
for the shape of the curve, c 2 varies reciprocally with T, and c_ is adjusted by the normalization
equation
S : P_y(T)d_ : c_ _-s ec2/_r_l d_, (24)
where s is the solar constant.
A computer program was developed to evaluate the blackbody function for a given temperature
at each wavelength of Table 6, to normalize the function, and to evaluate the sum 5A(T) of area
elements. The integral on the left hand side of Equation (22) was replaced by a series summation
of the form
_A(T) : _ ]pSLp_,(T)] (_,_-X___) × 0.S. (25)
i=1
The value of £A(T) was computed for different values of T, in order to find the effective blackbody
temperature (that for which _,A(T) is a minimum). The wavelength range for the computation was
0.007 to 38 _, and p:s was assumed to be zero at the two extremes.t_
The effective blackbody temperature of the sun as determined from the NASA 711 Galileo
curve is 5622°K. This is 378°K less than the value commonly given in text books.
A similar computation using the Johnson curve instead of ours gives a value 5693_K; this is
higher than ours mainly because of the relatively higher irradiance in the range below 0.5 _.
7O
Twosimpler methodsof definingtheeffectivetemperatureof the sunmayalsobementioned
here. Thespectralcurvehasa maximumnear0.47_, andfrom Wien'sdisplacementlawthis cor-
respondsto 6166_K.Thesolar constantis relatedto thetemperaturebythe equation
_:, T 4 r 2
-- 7
s : _2 (26)
where :: is the Stefan-Boltzmann constant, T is the temperature, r is the radius of the solar disc
and R is the mean sun-earth distance. Assuming 135.1 mW cm -2 for s, T is found to be 5760_K.
The astrophysical constants for these computations have been taken from C. W. Allen. 52
These two values are less significant from the theoretical and practical standpoint than is the
first value 5622_K derived from closeness of fit. In fact it is possible to determine a blackbody
brightness temperature at each wavelength, as has been done by Makarova and Kharitonov, 53 and
others.
C. Proposed Standards for Solar Constant and Solar Spectrum
In this section we shall present the results of studies which have been made to compare the
GSFC NASA 711 results with other recent high altitude data. These studies were made on behalf
of an ad hoc Committee on "Solar Electromagnetic Radiation." The Committee had a two-fold in-
dependent sponsorship: the NASA Space Vehicles Design Criteria group, and the East Coast Group,
Solar Simulation, Institute of Environmental Sciences. The members of the Committee are A. J.
Drummond, P. R. Gast, D. G. Murcray, E. G. Laue, R. C. Willson and M. P. Thekaekara (Chairman).
In addition to the data on the solar constant from the four instruments on board NASA 7!1,
listed in Section A, the following values from independent sources were considered as having a
high degree of reliability. Earlier values which had been obtained by integrating the spectral
curve were not included.
Balloon, U. of Denver (Murcray) 16
Mariner, JPL (Plamondon) 54
Balloon, U. of Leningrad (Kondratyev et a/.)55
X-15, B57B, NASA 711, Eppley-J.P.L. (Drummond e! al.) 15
133.8 + 0.6 mW cm -2,
135.3 + 2.0 mW cm -2,
135.3 + 1.4 mW cm -2,
136.0 + 2.3 mW cm -2.
Balloon data on the solar constant are available from two independent sources, i.e., Murcray,
and Kondratyev et al. At the altitude of 31 km or above, water vapor in the atmosphere was no
more a source of uncertainty then for the GSFC NASA 711 measurements. The instruments were
above 99% of the permanent gases of the atmosphere. Murcray's three series of flights gave values
fairly close to each other, though they are rather low compared to the data from other high altitude
measurements. The correction factors for residual atmosphere have been suggested as a possible
explanation for the low value.56 The detectors were Eppley normal incidence pyrheliometers which
had been calibrated with reference to standard AngstrSm pyrheliometers, and hence represent the
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InternationalPyrheliometric Scale (IPS56). The valueproposedby Kondratyevet al. is based
on balloon measurements made from 1961 to 1966. The detectors were two actinometers which
had been calibrated with reference to IPS 56. The measurement technique has been discussed in
literature. 57
Two other highly significant sources of solar constant determination are the JPL Mariner
data and the Eppley-JPL data. The JPL Mariner value published in May 1969 is based on telem-
etered results of two Mariner Space probes. Both instruments, though far apart in space, gave
values which when reduced to one astronomical unit distance from the sun were in close agree-
ment. A large mass of data was obtained for several weeks before the detectors began to show
signs of degradation. The radiometric scale, like that of the GSFC NASA 711 cone, is referenced
to absolute units. The Eppley-JPL value is also based on a large mass of data. The data were
obtained from a flight on October 17, 1967 of an X-15 rocket aircraft, a series of flights on board
a NASA B57B jet aircraft (converted Canberra) in July and August 1966 and March 1967, and one
flight on board NASA 711 Galileo in October 1967. The flight altitudes of the jet aircrafts ranged
between 9.3 and 15 km. The X-15 rocket aircraft was at an altitude of 82 km when the data were
taken; this constituted the first direct measurement of the solar constant totally free of the ozono-
sphere. The radiometer which has been described in detail in literature 58 was a twelve-channel
model incorporating fast response, high sensitivity, wire-wound plated thermopi!es, with associated
quartz lenses and optical bandpass filters. The results of the filter channels are discussed later.
The radiometric calibration was made before and after each flight. The reference standards were
a primary group of Eppley-AngstrSm pyrheliometers which are maintained at Newport, Rhode
Island, and are compared frequently in Davos, Switzerland with World Meteorological Organiza-
tion standards. Thus the reference scale of the Eppley-JPL value is the IPS 56, and the agree-
ment with the reference may claim a higher confidence level than for the other high altitude values.
Of the eight values given above, five are on the IPS 56, and three--those from the JPL Mariner
Cavity radiometer, GSFC cone radiometer and GSFC Hy-Cal pyrheliometer--are on independent
scales, which within the limits of accuracy of these measurements cannot be distinguished from
IPS 56.
w
Based on the criticisms and evaluations of the members of the Committee, a weighted average
of the eight values was taken. Maximum weight (weighting factor f = 10) was given to the values
from the JPL Mariner, Leningrad balloon and Eppley-JPL aircraft, since the final values in each
case are based on a large mass of data. A high degree of reliability (f = 8) was assigned to the
values from the GSFC cone radiometer and GSFC Hy-Cal pyrheliometer. A large number of data
points was considered; a careful technique of extrapolation to zero air mass was utilized. The U.
of Denver balloon value (f = 4) is also worth serious consideration. That it is so low points to
some of the basic problems of radiometry in general and solar radiometry in particular. The two
GSFC AngstrOms yielded relatively fewer points and hence are given less weight (f = 3).
The proposed value of the solar constant, which is the weighted average of these eight values,
is 135.3 mW cm -2, or 1.940 cal min -1 cm -2.
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Theestimatederror is +2.1 mW cm-2 or +0.03 cal min-' cm-2. We believe that this estimate
of error, 1.5%, is quite conservative, considering the large mass of high altitude measurements on
which it is based. The proposed standard value is almost identical with that obtained from the
GSFC NASA 711 spectral irradiance instruments, 0.15% higher than the average of the GSFC NASA
711 total irradiance instruments, and 3% lower than the NRL Johnson value.
For zero air mass solar spectral irradiance, practically all the available data, apart from
those given in this report, were deduced from ground-based measurements. Because of the large
uncertainties in extrapolating to zero air mass, these data were not considered sufficiently signifi-
cant to modify the GSFC NASA 711 curve. One notable exception was a complete set of high alti-
tude filter data recently made available from the Eppley-JPL measurements. The consensus of
the Committee was to modify the GSFC NASA 711 curve where needed in the light of the filter
results.
Preliminary results of the Eppley-JPL program have been published in literature;58 more
complete data have recently become available. 59 Values of the integrated solar irradiance over
narrow wavelength bands are computed from the readings of the multichannel filter radiometer.
There are 19 readings from narrow band pass filters and 9 from differences in readings of short
wavelength cutoff, broad band pass filters. The widths of the bands in the visible and UV ranges
o
are between 500 and 1000 A. Assuming the spectral distribution within each of the bands to be that
given by the GSFC NASA 711 curve, it is possible to make a point by point comparison of the Eppley-
JPL data with the GSFC NASA 711 data. It was found that the two sets of data are in very close
agreement. The differences are well within the experimental uncertainties of the two sets of
measurements. The Eppley-JPL values are referenced to the IPS 56, and the GSFC values to the
NBS standard lamp and hence to a blackbody source.
The proposed standard curve was derived from the GSFC NASA 711 curve with modifications
based on the Eppley-JPL results. In the wavelength range where several of the filters are in agree-
ment in showing a value slightly different from that of GSFC, a weighted average of the two sets
of data was taken. This produces a small revision of the GSFC curve in the wavelength range 0.3
to 0.7 _ and increases the integrated value under the curve, the solar constant, from 135.1 mW
cm -2 given in Section 1 to the new proposed standard 135.3 mW cm- 2
The proposed zero air mass solar spectral irradiance standard is given in Figure 55 and
Table 7. Figure 55 covers the range 0.2 to 2.6 _; Table 7 covers the wider range 0.12 to 1000 _.
Except for a few minor changes it is the same as Table 6. An extra column A, ,the irradiance
for all wavelengths below _,, has been added. The tabular columns have been reproduced photo-
graphically from the computer printout. For A,_ and D,, several of the final digits in the printout
which did not seem significant have been deleted, without rounding off to the nearest integer the
last digit which has been retained.
The energy in the range 0 to 0.12 j: is 0.6 f_W cm-2; it is based on the extensive measure-
ments of Hinteregger et al. 60 The value of P_ at 0.12 ,,J is high compared to those at 0.14 and
0.15 ,; this is due to Lyman _ emission line. In the range 0.12 to 2.0 ,_, Table 6 has been based
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Figure 55--Proposed standard curve of solar spectral irradiance For zero air mass--revlslon of GSFC NASA 711
data using Eppley-JPL data.
on NRL data, which both Heath 61 and Parkinson and Reeves 62 have found to be about 2.5 times too
high. The values have hence been adjusted downwards. In the range 0.22 to 0.30 _, the correction
of 7.3% to the NRL data which had been assumed for Table 6 has been confirmed by Heath, and
hence no changes were made. The Eppley-JPL data were used, as stated earlier, for revisions in
the range 0.3 to 0.7 ,_. The maximum changes are +2.3% at 0.34 _,, -0.7% at 0.45 y-_ +1.6% at 0.63 j_
and percentages varying between zero and these maxima at intermediate wavelengths. Table 6 has
been retained for the range 0.7 to 20 _. A few entries have been added in the range 20 to 1000 p.
Irradiance values at these wavelengths have been computed from the combined data on brightness
temperature of the sun from many different authors as quoted by Shimabukuro and Stacey. 63 L
It is instructive to inquire how far and at which wavelengths the proposed standard curve dif-
fers from other zero air mass solar spectral curves which have been proposed earlier. A com-
parison between the GSFC NASA 711 curve and the NRL Johnson curve was shown in Figure 53.
This mode of comparison fails to bring out the difference in spectral distribution as distinct from
that in the solar constant.
A slightly different method of presentation has been employed for a comparative study of the
proposed standard and other earlier curves. Figure 56 shows a comparison between the Johnson
curVe and the proposed standard. The X-axis is wavelength in microns and the Y-axis is the ratio
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TABLE 7
Solar Spectral Irradiance - Proposed Standard Curve
1 - Wavelength in microns
Solar spectral irradiance averaged over small bandwidth centered at I, in Watts cm-2u -I
PX -
A k - Area under the _olar spectral irradiance curve in the wavelength range 0 to k mW cm -2
D i - Percentage of the solar constant associated with wavelengths shorter than
-2
Solar Constant - 135.30 mW cm
P_ I A I D i PA Ai D
°47_ ._0_ 75°63_t 1_,q?i 7.4 °_06_ 170.69_ q_o_R
°_ .I050 ?_°_7_6 _°I_5 7.7 00_3 17t.7_0 _7.907
,_ .lq_? _3.5766 ??,_99 7.9 .0n_50 I_?.030 a_,5_=
°_ .181_ _7.097_ 77°_[_ 7.6 *_0|_5 t_.57_ q_o7? _A
o55_ °177_ _0.513! _0.017 _.? 3009_ t_4.0_5 qQ,0_TQ
,5E5 .t705 _?,3169! _1°776 _.? _307_ 13_°19_ _9.IR_I
where P_ is the spectral irradiance at wavelength _ for the standard curve (Table 7), P ',\ is the
corresponding quantity for the Johnson curve (obtained by linear interpolation for wavelengths not
on the Johnson table), and k is a normalizing constant which makes the area under the Johnson
curve equal to that under the standard over the wavelength range 0.25 to 2.5 _.
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Figure 56--Comparlson of the proposed standard and the Johnson data.
Curve shows the raHo of normalized values of Johnson to the standard values.
Figures 57, 58, 59 and 60 show similar comparisons of four other curves to the same stand-
ard: Figure 57, Nicolet 64 in the range 0.3 to 2.2 z:; Figure 58, Labs and Necke117 in the range
0.25 to 2.5 ;_; Figure 59, Stair and Ellis,44 in the range 0.3 to 0.53 _, and Figure 60, GSFC NASA
711 (Table 6) in the range 0.25 to 2.5 _. No normalization factor was used for Figure 60, so the
ordinate gives the ratio by which values in Table 6 were divided to give Table 7. A comparison
of Figures 56 and 58 shows that in the range 0.25 to 0.45 _, the Johnson values are high and the
Labs and Neckel values are low compared to the proposed standard. It will be recalled that
Johnson had scaled Dunkelman and Scolnik's value upward by 8.8%. Labs and Neckel's values
are low, probably because of the difficulty of estimating the true solar continuum in a wavelength
range which is so rich in Fraunhofer lines. Both Nicolet and Labs and Neckel show a sharp change
in the ratio near the Balmer discontinuity, which is not seen in Figures 56 and 59 where the data
are based on the irradiance of the whole disc rather than radiance of the center of the disc. The
spectral radiance curve obtained by Stair and Ellis has a special significance. Two instruments
were used--a Leiss monochromator and a filter radiometer. The excursions of the curve above
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F_gure 57--Comparlson of the proposed standard and the Nicolet data.
Curve shows the ratio of normalized values of N_colet to the standard values.
and below the 1.00 ratio line are more or less evenly balanced. In the wavelength range 0.5 to
0.7/,, where Figures 56, 57 and 58 show R > 1.0, the agreement between the GSFC NASA 711 re-
sults and the Eppley-JPL results was so close that revision of Table 6 did not seem justified be-
yond what is shown in Figure 60.
In conclusion, we give some of the astrophysical quantities which can be derived from the
solar constant and solar spectrum, and are of great usefulness in science and industry. The ef-
fective blackbody temperature of the sun derived from the solar spectral curve of Table 7 is
5631°K. This is the temperature at which the area enclosed between the solar spectral curve and
the normalized blackbody curve is a minimum. The temperature derived from Wien's displace-
ment law is the same as for the GSFC NASA 711 curve, 6166_K. From tt_e Stefan-Boltzmann law,
the solar constant of 135.3 mW cm -2 corresponds to a temperature of 5762°K. Brightness tem-
perature of the sun has been computed at each of the wave lengths listed in Table 7, using Equa-
tion (23). The constants c1 and c2, with suitable scaling for P:_ in W cm -2 _-_, and _ in _, are
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Figure 58--Comparlson of the proposed standard and the Labs and Neckel data.
Curve shows the ratio of normalized values of Labs and Neckel to standard values.
= 14387.9. The brightness temperature, which is relatively high in the X-rayc I = 0.809748 and c 2
range, drops to a minimum of about 4540°K at 0.15 _; it rises to a high value near 60b0°K in the
visible and near infrared. In the infrared the temperature falls slowly, reaching a minimum of
about 436ffK at about 50 _, and then rises to relatively higher values in the microwave range.
The irradiance at the distance of one astronomical unit leads to an evaluation of the total en-
ergy radiated by the sun. The sun radiates energy at the rate of 3.805 × 10 26 watts. From the
relativistic equivalence of mass and energy, the rate of diminution of the mass of the sun is
4.234 × 10 _ gm per second. A question might be raised how far this loss of mass in conversion
of hydrogen to helium would cause a diminution in solar radiance. The loss is very small corn-
, lOSSpared to the mass of the sun, 1.989 × gm. Ifthe exponential decay of hydrogen were the only
factor, assuming that three fourths of the sun's mass is hydrogen, itcan be shown that the solar
radiance would decrease by 0.1 percent in 8 × 10s years. But other factors such as increased
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Figure 59--Comparison of the proposed standard and the Stair and Ellis data.
Curve shows the ratio of normalized values oF Stair and Ellis to standard values.
reaction rate due to helium accumulation are involved, and astrophysical theory postulates a secu-
lar increase rather than decrease in solar radiance.
As stated earlier, the solar constant is defined for one astronomical unit, 1.496 × 10 _3 cm.
The following are the values of solar irradiance in mW cm -2 at the sun-earth distance in the -
absence of the atmosphere on the first day of each month, January (in parentheses, 1) through
December (in parentheses, 12): (1) 139.9; (2) 139.3; (3) 137.8; (4) 135.5; (5) 133.2; (6) 131.6;
(7) 130.9; (8) 131.3; (9) 132.9; (10) 135.0; (11) 137.4; (12) 139.2. The maximum and minimum
values are respectively, at perihelion (about Jan. 3), 139.9, and at aphelion (about July 4), 130.9.
The changes in sun-earth distance from year to year are such that these values may change by
+1 microwatt cm -2. For purposes of precise comparison the American Ephemeris 31 should be
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Figure 60--Comparison of the proposed standard and the GSFC NASA 711 data.
Curve shows the ratio of the GSFC NASA 711 data (unnormalized) to the standard values.
consulted. Two other values, also important in space simulation, are the solar irradiance at the
distances of Venus and Mars, which are 258.6 and 58.3 mW cm -2, respectively.
Goddard Space F]ight Center
National Aeronautics and Space Administration
Greenbelt, Maryland, May 4, 1970
124-0%27-01-51
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